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Enclosed are the results of analyses for samples received by the laboratory between 12/4/2019 and 
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laboratory.
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Project Narrative:

The National Environmental Laboratory Accreditation Conference Institute (TNI) is a voluntary environmental 

laboratory accreditation association of State and Federal agencies.  TNI established and promoted a National 

Environmental Laboratory Accreditation Program (NELAP) that provides a uniform set of standards for the 

generation of environmental data that are of known and defensible quality.    The EPA Region 2 Laboratory is 

NELAP accredited.  The Laboratory tests that are accredited have met all the requirements established under the 

TNI Standards.

Condition Comments

None

Comment(s):

The "Sample Analysis Date and Time" is included in the results section for any analyte with a prescribed holding 

time of 72 hours or less.  

Data Qualifier(s):

U- The analyte was not detected at or above the Reporting Limit.

J- The identification of the analyte is acceptable; the reported value is an estimate.

K- The identification of the analyte is acceptable; the reported value may be biased high.

L- The identification of the analyte is acceptable; the reported value may be biased low.

NJ- There is presumptive evidence that the analyte is present; the analyte is reported as a tentative identification.  

The reported value is an estimate.
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Reporting Limit(s):

 The Laboratory was able to achieve the appropriate limit for each analyte requested.
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Field ID Laboratory ID Matrix Date Sampled

SUMMARY REPORT FOR SAMPLES

Date Received

TMW-01-R2 1912004-01 Aqueous 12/03/2019 11:10 12/04/2019 10:40

TMW-03-R2 1912004-02 Aqueous 12/03/2019 09:30 12/04/2019 10:40

TMW-04-R2 1912004-03 Aqueous 12/03/2019 11:45 12/04/2019 10:40

TMW-05-R2 1912004-04 Aqueous 12/03/2019 09:30 12/04/2019 10:40

TMW-11-R2 1912004-05 Aqueous 12/03/2019 13:25 12/04/2019 10:40

TMW-12-R2 1912004-06 Aqueous 12/03/2019 13:45 12/04/2019 10:40

TMW-07-R2 1912004-07 Aqueous 12/02/2019 13:00 12/04/2019 10:40

TMW-08-R2 1912004-08 Aqueous 12/02/2019 12:40 12/04/2019 10:40

T2-SW-R2 1912019-01 Aqueous 12/04/2019 10:30 12/05/2019 10:30

T3-SW-R2 1912019-02 Aqueous 12/04/2019 09:45 12/05/2019 10:30

T5-SW-R2 1912019-03 Aqueous 12/04/2019 11:40 12/05/2019 10:30

T7-SW-R2 1912019-04 Aqueous 12/04/2019 12:10 12/05/2019 10:30

T903-SW-R2 1912019-05 Aqueous 12/04/2019 09:45 12/05/2019 10:30

TMW-06-R2 1912019-06 Aqueous 12/04/2019 13:15 12/05/2019 10:30

TMW-09-R2 1912019-07 Aqueous 12/04/2019 10:35 12/05/2019 10:30

TMW-10-R2 1912019-08 Aqueous 12/04/2019 10:45 12/05/2019 10:30

D5-SW-R2 1912022-01 Aqueous 12/05/2019 12:30 12/06/2019 10:30

D7-SW-R2 1912022-02 Aqueous 12/05/2019 11:05 12/06/2019 10:30

T14-SW-R2 1912022-03 Aqueous 12/05/2019 11:35 12/06/2019 10:30

T15-SW-R2 1912022-04 Aqueous 12/05/2019 09:20 12/06/2019 10:30

TMW-21-R2 1912022-05 Aqueous 12/05/2019 10:10 12/06/2019 10:30

TMW-22-R2 1912022-06 Aqueous 12/05/2019 10:10 12/06/2019 10:30

T917-SW-R2 1912025-01 Aqueous 12/06/2019 11:35 12/09/2019 09:00

D11-SW-R2 1912025-02 Aqueous 12/06/2019 09:50 12/09/2019 09:00

D13-SW-R2 1912025-03 Aqueous 12/06/2019 10:10 12/09/2019 09:00

D9-SW-R2 1912025-04 Aqueous 12/06/2019 08:50 12/09/2019 09:00

T17-SW-R2 1912025-05 Aqueous 12/06/2019 11:35 12/09/2019 09:00

T19-SW-R2 1912025-06 Aqueous 12/06/2019 11:20 12/09/2019 09:00
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Field ID Laboratory ID Matrix Date Sampled

SUMMARY REPORT FOR SAMPLES

Date Received

TMW-918-R2 1912029-01 Aqueous 12/09/2019 12:15 12/10/2019 10:30

MW-103-R2 1912029-02 Aqueous 12/09/2019 14:15 12/10/2019 10:30

TMW-13-R2 1912029-03 Aqueous 12/09/2019 10:00 12/10/2019 10:30

TMW-14-R2 1912029-04 Aqueous 12/09/2019 09:50 12/10/2019 10:30

TMW-17-R2 1912029-05 Aqueous 12/09/2019 12:15 12/10/2019 10:30

TMW-18-R2 1912029-06 Aqueous 12/09/2019 12:15 12/10/2019 10:30

T1-SW-R2 1912033-01 Aqueous 12/10/2019 10:00 12/11/2019 10:30

T4-SW-R2 1912033-02 Aqueous 12/10/2019 10:00 12/11/2019 10:30

T12-SW-R2 1912033-03 Aqueous 12/10/2019 12:30 12/11/2019 10:30

T16-SW-R2 1912033-04 Aqueous 12/10/2019 12:45 12/11/2019 10:30

T23-SW-R2 1912033-05 Aqueous 12/10/2019 11:30 12/11/2019 10:30

T9-SW-R2 1912033-06 Aqueous 12/10/2019 11:00 12/11/2019 10:30

TMW-15-R2 1912034-01 Aqueous 12/11/2019 13:00 12/12/2019 10:30

TMW-16-R2 1912034-02 Aqueous 12/11/2019 13:00 12/12/2019 10:30

TMW-19-R2 1912034-03 Aqueous 12/11/2019 11:00 12/12/2019 10:30

TMW-20-R2 1912034-04 Aqueous 12/11/2019 09:55 12/12/2019 10:30

TMW-23-R2 1912034-05 Aqueous 12/11/2019 10:00 12/12/2019 10:30

D1-SW-R2 1912036-01 Aqueous 12/12/2019 09:45 12/13/2019 10:30

D3-SW-R2 1912036-02 Aqueous 12/12/2019 11:25 12/13/2019 10:30

Globe Metals Well 1912036-03 Aqueous 12/12/2019 14:00 12/13/2019 10:30
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MethodAnalysis Certification Matrix

SUMMARY REPORT FOR METHODS

EPA 300.0 SOP C-94 Rev 2.6Chloride AqueousNELAP

SM 2320B SOP C-18 Rev 3.6Alkalinity Bicarbonate Aqueous

SM 2320B SOP C-18 Rev 3.6Alkalinity, Total AqueousNELAP

EPA 350.1 SOP C-80 Rev 2.6Ammonia [As N] AqueousNELAP

SM 2540C SOP C-37 Rev 2.6Residue, Filterable AqueousNELAP

SM 2540D SOP C-33 Rev 3.6Residue, Non-Filterable AqueousNELAP

EPA 353.2 SOP C-79 Rev 3.5Nitrate + Nitrite [As N] AqueousNELAP

EPA 365.1 SOP C-68 Rev 2.6Phosphorus AqueousNELAP

EPA 300.0 SOP C-94 Rev 2.6Sulfate AqueousNELAP
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-01-R2 Sample ID: 1912004-01 

Sanitary

mg/L B91203410Chloride 330

mg/L B9120331.0Alkalinity Bicarbonate 610

mg/L B9120331.0Alkalinity, Total 610

mg/L B9120540.50Ammonia [As N] 44

mg/L B91202410Residue, Filterable 1100

mg/L B91202510Residue, Non-Filterable 91

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.466

mg/L--- B912034U 1.0Sulfate

Field ID: TMW-03-R2 Sample ID: 1912004-02 

Sanitary

mg/L B9120345.0Chloride 140

mg/L B9120331.0Alkalinity Bicarbonate 290

mg/L B9120331.0Alkalinity, Total 290

mg/L B9120540.050Ammonia [As N] 1.5

mg/L B91202410Residue, Filterable 940

mg/L B91202510Residue, Non-Filterable 55

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L--- B912071U 0.0500Phosphorus

mg/L B91203410Sulfate 220

Field ID: TMW-04-R2 Sample ID: 1912004-03 

Sanitary

mg/L B9120342.5Chloride 140

mg/L B9120331.0Alkalinity Bicarbonate 300

mg/L B9120331.0Alkalinity, Total 300

mg/L B9120540.050Ammonia [As N] 1.2

mg/L B91202410Residue, Filterable 1000

mg/L B91202510Residue, Non-Filterable 47
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-04-R2 Sample ID: 1912004-03 

Sanitary

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L--- B912071U 0.0500Phosphorus

mg/L B9120345.0Sulfate 300

Field ID: TMW-05-R2 Sample ID: 1912004-04 

Sanitary

mg/L B91203410Chloride 260

mg/L B9120331.0Alkalinity Bicarbonate 470

mg/L B9120331.0Alkalinity, Total 470

mg/L B9120540.50Ammonia [As N] 22

mg/L B91202410Residue, Filterable 880

mg/L B91202510Residue, Non-Filterable 49

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.403

mg/L--- B912034U 1.0Sulfate

Field ID: TMW-11-R2 Sample ID: 1912004-05 

Sanitary

mg/L B9120345.0Chloride 120

mg/L B9120331.0Alkalinity Bicarbonate 790

mg/L B9120331.0Alkalinity, Total 790

mg/L B9120540.050Ammonia [As N] 3.5

mg/L B91202410Residue, Filterable 1000

mg/L B91202510Residue, Non-Filterable 28

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.532

mg/L B9120341.0Sulfate 1.8

Field ID: TMW-12-R2 Sample ID: 1912004-06 

Sanitary

mg/L B9120345.0Chloride 120
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-12-R2 Sample ID: 1912004-06 

Sanitary

mg/L B9120331.0Alkalinity Bicarbonate 800

mg/L B9120331.0Alkalinity, Total 800

mg/L B9120540.050Ammonia [As N] 4.5

mg/L B91202410Residue, Filterable 1100

mg/L B91202510Residue, Non-Filterable 29

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.435

mg/L B9120341.0Sulfate 7.9

Field ID: TMW-07-R2 Sample ID: 1912004-07 

Sanitary

mg/L B91203425Chloride 1600

mg/L B9120331.0Alkalinity Bicarbonate 1200

mg/L B9120331.0Alkalinity, Total 1200

mg/L B9120540.050Ammonia [As N] 9.8

mg/L B91202410Residue, Filterable 4700

mg/L B91202510Residue, Non-Filterable 110

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.306

mg/L B91203420Sulfate 620

Field ID: TMW-08-R2 Sample ID: 1912004-08 

Sanitary

mg/L B9120345.0Chloride 260

mg/L B9120331.0Alkalinity Bicarbonate 480

mg/L B9120331.0Alkalinity, Total 480

mg/L B9120540.050Ammonia [As N] 7.2

mg/L B91202410Residue, Filterable 1900

mg/L B91202510Residue, Non-Filterable 27

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-08-R2 Sample ID: 1912004-08 

Sanitary

mg/L B9120710.0500Phosphorus 0.0714

mg/L B91203410Sulfate 660

Field ID: T2-SW-R2 Sample ID: 1912019-01 

Sanitary

mg/L B91203425Chloride 1400

mg/L B9120331.0Alkalinity Bicarbonate 180

mg/L B9120331.0Alkalinity, Total 180

mg/L B9120540.050Ammonia [As N] 2.0

mg/L B91202410Residue, Filterable 1800

mg/L B91202510Residue, Non-Filterable 33

mg/L B9120270.050Nitrate + Nitrite [As N] 0.096

mg/L B9120710.500Phosphorus 9.53

mg/L B9120311.0Sulfate 66

Field ID: T3-SW-R2 Sample ID: 1912019-02 

Sanitary

mg/L B91203425Chloride 560

mg/L B9120331.0Alkalinity Bicarbonate 180

mg/L B9120331.0Alkalinity, Total 180

mg/L B9120540.050Ammonia [As N] 1.8

mg/L B91202410Residue, Filterable 1300

mg/L B91202510Residue, Non-Filterable 67

mg/L B9120270.050Nitrate + Nitrite [As N] 0.089

mg/L B9120710.500Phosphorus 11.8

mg/L B9120311.0Sulfate 66

Field ID: T5-SW-R2 Sample ID: 1912019-03 

Sanitary

mg/L B91203110Chloride 670

mg/L B9120331.0Alkalinity Bicarbonate 190
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: T5-SW-R2 Sample ID: 1912019-03 

Sanitary

mg/L B9120331.0Alkalinity, Total 190

mg/L B9120540.050Ammonia [As N] 2.0

mg/L B91202410Residue, Filterable 1300

mg/L B91202510Residue, Non-Filterable 30

mg/L B9120270.050Nitrate + Nitrite [As N] 0.10

mg/L B9120710.500Phosphorus 9.13

mg/L B91203110Sulfate 64

Field ID: T7-SW-R2 Sample ID: 1912019-04 

Sanitary

mg/L B91203110Chloride 660

mg/L B9120331.0Alkalinity Bicarbonate 220

mg/L B9120331.0Alkalinity, Total 220

mg/L B9120540.050Ammonia [As N] 2.1

mg/L B91202410Residue, Filterable 1400

mg/L B91202510Residue, Non-Filterable 28

mg/L B912027L 0.050Nitrate + Nitrite [As N] 0.098

mg/L B9120710.500Phosphorus 8.91

mg/L B91203110Sulfate 58

Field ID: T903-SW-R2 Sample ID: 1912019-05 

Sanitary

mg/L B91203410Chloride 560

mg/L B9120331.0Alkalinity Bicarbonate 180

mg/L B9120331.0Alkalinity, Total 180

mg/L B9120540.050Ammonia [As N] 1.8

mg/L B91202410Residue, Filterable 1200

mg/L B91202510Residue, Non-Filterable 89

mg/L B9120270.050Nitrate + Nitrite [As N] 0.083

mg/L B9120710.500Phosphorus 10.3
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: T903-SW-R2 Sample ID: 1912019-05 

Sanitary

mg/L B9120311.0Sulfate 68

Field ID: TMW-06-R2 Sample ID: 1912019-06 

Sanitary

mg/L B9120315.0Chloride 220

mg/L B9120331.0Alkalinity Bicarbonate 470

mg/L B9120331.0Alkalinity, Total 470

mg/L B9120540.10Ammonia [As N] 13

mg/L B91202410Residue, Filterable 810

mg/L B91202510Residue, Non-Filterable 42

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.457

mg/L--- B912031U 1.0Sulfate

Field ID: TMW-09-R2 Sample ID: 1912019-07 

Sanitary

mg/L B9120315.0Chloride 66

mg/L B9120331.0Alkalinity Bicarbonate 660

mg/L B9120331.0Alkalinity, Total 660

mg/L B9120540.050Ammonia [As N] 4.4

mg/L B91202410Residue, Filterable 820

mg/L B91202510Residue, Non-Filterable 21

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.304

mg/L B9120311.0Sulfate 15

Field ID: TMW-10-R2 Sample ID: 1912019-08 

Sanitary

mg/L B9120315.0Chloride 67

mg/L B9120331.0Alkalinity Bicarbonate 610

mg/L B9120331.0Alkalinity, Total 610
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-10-R2 Sample ID: 1912019-08 

Sanitary

mg/L B9120540.050Ammonia [As N] 5.3

mg/L B91202410Residue, Filterable 750

mg/L B91202510Residue, Non-Filterable 31

mg/L--- B912027U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.274

mg/L B9120311.0Sulfate 3.8

Field ID: D5-SW-R2 Sample ID: 1912022-01 

Sanitary

mg/L B9120345.0Chloride 140

mg/L B9120331.0Alkalinity Bicarbonate 390

mg/L B9120331.0Alkalinity, Total 390

mg/L B9120540.050Ammonia [As N] 2.7

mg/L B91202410Residue, Filterable 770

mg/L B91202510Residue, Non-Filterable 51

mg/L--- B912080U L 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.0759

mg/L B9120341.0Sulfate 81

Field ID: D7-SW-R2 Sample ID: 1912022-02 

Sanitary

mg/L B91203410Chloride 540

mg/L B9120331.0Alkalinity Bicarbonate 390

mg/L B9120331.0Alkalinity, Total 390

mg/L B9120540.050Ammonia [As N] 2.0

mg/L B91202410Residue, Filterable 1300

mg/L B91202510Residue, Non-Filterable 11

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.0825

mg/L B9120341.0Sulfate 35
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: T14-SW-R2 Sample ID: 1912022-03 

Sanitary

mg/L B91203410Chloride 660

mg/L B9120331.0Alkalinity Bicarbonate 240

mg/L B9120331.0Alkalinity, Total 240

mg/L B9120540.050Ammonia [As N] 3.0

mg/L B91202410Residue, Filterable 1400

mg/L B91202510Residue, Non-Filterable 23

mg/L B9120800.050Nitrate + Nitrite [As N] 0.095

mg/L B9120710.500Phosphorus 4.20

mg/L B9120341.0Sulfate 92

Field ID: T15-SW-R2 Sample ID: 1912022-04 

Sanitary

mg/L B91204010Chloride 730

mg/L B9120331.0Alkalinity Bicarbonate 240

mg/L B9120331.0Alkalinity, Total 240

mg/L B9120540.050Ammonia [As N] 3.4

mg/L B91202410Residue, Filterable 1600

mg/L B91202510Residue, Non-Filterable 18

mg/L B9120800.050Nitrate + Nitrite [As N] 0.084

mg/L B9120710.0500Phosphorus 1.58

mg/L B91204010Sulfate 88

Field ID: TMW-21-R2 Sample ID: 1912022-05 

Sanitary

mg/L B9120405.0Chloride 250

mg/L B9120331.0Alkalinity Bicarbonate 830

mg/L B9120331.0Alkalinity, Total 830

mg/L B9120550.50Ammonia [As N] 56

mg/L B91205210Residue, Filterable 1100

mg/L B91205310Residue, Non-Filterable 30
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ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-21-R2 Sample ID: 1912022-05 

Sanitary

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.675

mg/L--- B912040U 1.0Sulfate

Field ID: TMW-22-R2 Sample ID: 1912022-06 

Sanitary

mg/L B91204025Chloride 980

mg/L B9120331.0Alkalinity Bicarbonate 630

mg/L B9120331.0Alkalinity, Total 630

mg/L B9120550.050Ammonia [As N] 8.3

mg/L B91205210Residue, Filterable 2200

mg/L B91205310Residue, Non-Filterable 36

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 1.05

mg/L--- B912040U 1.0Sulfate

Field ID: T917-SW-R2 Sample ID: 1912025-01 

Sanitary

mg/L B91204010Chloride 740

mg/L B9120331.0Alkalinity Bicarbonate 230

mg/L B9120331.0Alkalinity, Total 230

mg/L B9120550.050Ammonia [As N] 3.4

mg/L B91205210Residue, Filterable 1500

mg/L B91205310Residue, Non-Filterable 11

mg/L B9120800.050Nitrate + Nitrite [As N] 0.10

mg/L B9120710.500Phosphorus 2.08

mg/L B9120401.0Sulfate 64

Field ID: D11-SW-R2 Sample ID: 1912025-02 

Sanitary

mg/L B91204450Chloride 2800

U.S.E.P.A Region 2 Laboratory
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ResultAnalyte Batch
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Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: D11-SW-R2 Sample ID: 1912025-02 

Sanitary

mg/L B9120331.0Alkalinity Bicarbonate 410

mg/L B9120331.0Alkalinity, Total 410

mg/L B9120550.050Ammonia [As N] 3.3

mg/L B91205210Residue, Filterable 4600

mg/L--- B912053U 10Residue, Non-Filterable

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.500Phosphorus 4.31

mg/L B91204010Sulfate 55

Field ID: D13-SW-R2 Sample ID: 1912025-03 

Sanitary

mg/L B91204010Chloride 600

mg/L B9120331.0Alkalinity Bicarbonate 260

mg/L B9120331.0Alkalinity, Total 260

mg/L B9120550.050Ammonia [As N] 3.6

mg/L B91205210Residue, Filterable 1200

mg/L B91205310Residue, Non-Filterable 33

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.287

mg/L B9120401.0Sulfate 6.2

Field ID: D9-SW-R2 Sample ID: 1912025-04 

Sanitary

mg/L B91204010Chloride 610

mg/L B9120331.0Alkalinity Bicarbonate 370

mg/L B9120331.0Alkalinity, Total 370

mg/L B9120550.10Ammonia [As N] 11

mg/L B91205210Residue, Filterable 1300

mg/L B91205310Residue, Non-Filterable 10

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

U.S.E.P.A Region 2 Laboratory
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ResultAnalyte Batch
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of Analysis*

Field ID: D9-SW-R2 Sample ID: 1912025-04 

Sanitary

mg/L B9120710.0500Phosphorus 0.0966

mg/L B9120401.0Sulfate 9.8

Field ID: T17-SW-R2 Sample ID: 1912025-05 

Sanitary

mg/L B91204010Chloride 760

mg/L B9120331.0Alkalinity Bicarbonate 230

mg/L B9120331.0Alkalinity, Total 230

mg/L B9120550.050Ammonia [As N] 3.2

mg/L B91205210Residue, Filterable 1500

mg/L B91205310Residue, Non-Filterable 12

mg/L B9120800.050Nitrate + Nitrite [As N] 0.10

mg/L B9120710.500Phosphorus 2.09

mg/L B9120401.0Sulfate 64

Field ID: T19-SW-R2 Sample ID: 1912025-06 

Sanitary

mg/L B91204425Chloride 710

mg/L B9120331.0Alkalinity Bicarbonate 230

mg/L B9120331.0Alkalinity, Total 230

mg/L B9120550.050Ammonia [As N] 3.4

mg/L B91205210Residue, Filterable 1500

mg/L B91205310Residue, Non-Filterable 10

mg/L B9120800.050Nitrate + Nitrite [As N] 0.10

mg/L B9120710.500Phosphorus 2.14

mg/L B9120441.0Sulfate 63

Field ID: TMW-918-R2 Sample ID: 1912029-01 

Sanitary

mg/L B9120440.50Chloride 32

mg/L B9120931.0Alkalinity Bicarbonate 220

U.S.E.P.A Region 2 Laboratory
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Field ID: TMW-918-R2 Sample ID: 1912029-01 

Sanitary

mg/L B9120931.0Alkalinity, Total 220

mg/L B9120550.050Ammonia [As N] 4.1

mg/L B91205210Residue, Filterable 2200

mg/L B91205310Residue, Non-Filterable 16

mg/L B9120800.050Nitrate + Nitrite [As N] 0.051

mg/L B9120710.0500Phosphorus 0.0725

mg/L B91204420Sulfate 1300

Field ID: MW-103-R2 Sample ID: 1912029-02 

Sanitary

mg/L B9120445.0Chloride 180

mg/L B9120931.0Alkalinity Bicarbonate 850

mg/L B9120931.0Alkalinity, Total 850

mg/L B9120550.050Ammonia [As N] 4.2

mg/L B91205210Residue, Filterable 1200

mg/L B91205310Residue, Non-Filterable 13

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.557

mg/L--- B912044U 1.0Sulfate

Field ID: TMW-13-R2 Sample ID: 1912029-03 

Sanitary

mg/L B9120445.0Chloride 72

mg/L B9120931.0Alkalinity Bicarbonate 620

mg/L B9120931.0Alkalinity, Total 620

mg/L B9120550.050Ammonia [As N] 8.6

mg/L B91205210Residue, Filterable 1600

mg/L B91205310Residue, Non-Filterable 33

mg/L B9120800.050Nitrate + Nitrite [As N] 0.16

mg/L--- B912071U 0.0500Phosphorus

U.S.E.P.A Region 2 Laboratory
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Field ID: TMW-13-R2 Sample ID: 1912029-03 

Sanitary

mg/L B91204410Sulfate 620

Field ID: TMW-14-R2 Sample ID: 1912029-04 

Sanitary

mg/L B9120445.0Chloride 80

mg/L B9120931.0Alkalinity Bicarbonate 630

mg/L B9120931.0Alkalinity, Total 630

mg/L B9120550.050Ammonia [As N] 9.2

mg/L B91205210Residue, Filterable 1600

mg/L B91205310Residue, Non-Filterable 27

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L--- B912071U 0.0500Phosphorus

mg/L B91204410Sulfate 590

Field ID: TMW-17-R2 Sample ID: 1912029-05 

Sanitary

mg/L B9120440.50Chloride 28

mg/L B9120931.0Alkalinity Bicarbonate 260

mg/L B9120931.0Alkalinity, Total 260

mg/L B9120550.050Ammonia [As N] 5.1

mg/L B91205210Residue, Filterable 2200

mg/L B91205310Residue, Non-Filterable 22

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L--- B912071U 0.0500Phosphorus

mg/L B91208520Sulfate 1300

Field ID: TMW-18-R2 Sample ID: 1912029-06 

Sanitary

mg/L B9120440.50Chloride 33

mg/L B9120931.0Alkalinity Bicarbonate 220

mg/L B9120931.0Alkalinity, Total 220

U.S.E.P.A Region 2 Laboratory

Page 18 of 40Reported: 1/22/2020

NOTE: The results recorded in this report relate only to the samples as received on the date and at the time noted



Project: Pierson's Creek - 1912004

Project Number: 1912004

UNITED STATES  ENVIRONMENTAL PROTECTION AGENCY

Region 2 Laboratory

Final Report

ResultAnalyte Batch
Reporting 

Limit UnitsQualifier
Date and Time 

of Analysis*

Field ID: TMW-18-R2 Sample ID: 1912029-06 

Sanitary

mg/L B9120550.050Ammonia [As N] 4.2

mg/L B91205210Residue, Filterable 2200

mg/L B91205310Residue, Non-Filterable 12

mg/L B9120800.050Nitrate + Nitrite [As N] 0.056

mg/L B9120710.0500Phosphorus 0.0920

mg/L B91208520Sulfate 1300

Field ID: T1-SW-R2 Sample ID: 1912033-01 

Sanitary

mg/L B9120705.0Chloride 100

mg/L B9120931.0Alkalinity Bicarbonate 140

mg/L B9120931.0Alkalinity, Total 140

mg/L B9120550.050Ammonia [As N] 0.86

mg/L B91207710Residue, Filterable 400

mg/L B91207610Residue, Non-Filterable 41

mg/L B9120800.050Nitrate + Nitrite [As N] 0.18

mg/L B9120710.0500Phosphorus 0.259

mg/L B9120701.0Sulfate 54

Field ID: T4-SW-R2 Sample ID: 1912033-02 

Sanitary

mg/L B9120705.0Chloride 90

mg/L B9120931.0Alkalinity Bicarbonate 120

mg/L B9120931.0Alkalinity, Total 120

mg/L B9120550.050Ammonia [As N] 0.71

mg/L B91207710Residue, Filterable 360

mg/L B91207610Residue, Non-Filterable 40

mg/L B9120800.050Nitrate + Nitrite [As N] 0.19

mg/L B9120710.0500Phosphorus 0.283

mg/L B9120701.0Sulfate 42

U.S.E.P.A Region 2 Laboratory
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Field ID: T12-SW-R2 Sample ID: 1912033-03 

Sanitary

mg/L B9120705.0Chloride 120

mg/L B9120931.0Alkalinity Bicarbonate 100

mg/L B9120931.0Alkalinity, Total 100

mg/L B9120550.050Ammonia [As N] 0.63

mg/L B91207710Residue, Filterable 360

mg/L B91207610Residue, Non-Filterable 32

mg/L B9120800.050Nitrate + Nitrite [As N] 0.19

mg/L B9120710.0500Phosphorus 0.294

mg/L B9120701.0Sulfate 49

Field ID: T16-SW-R2 Sample ID: 1912033-04 

Sanitary

mg/L B91207010Chloride 170

mg/L B9120931.0Alkalinity Bicarbonate 140

mg/L B9120931.0Alkalinity, Total 140

mg/L B9120550.050Ammonia [As N] 1.3

mg/L B91207710Residue, Filterable 530

mg/L B91207610Residue, Non-Filterable 37

mg/L B9120800.050Nitrate + Nitrite [As N] 0.21

mg/L B9120710.0500Phosphorus 0.239

mg/L B9120701.0Sulfate 56

Field ID: T23-SW-R2 Sample ID: 1912033-05 

Sanitary

mg/L B9120705.0Chloride 300

mg/L B9120931.0Alkalinity Bicarbonate 140

mg/L B9120931.0Alkalinity, Total 140

mg/L B9120550.050Ammonia [As N] 1.0

mg/L B91207710Residue, Filterable 680

mg/L B91207610Residue, Non-Filterable 31
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Field ID: T23-SW-R2 Sample ID: 1912033-05 

Sanitary

mg/L B9120800.050Nitrate + Nitrite [As N] 0.25

mg/L B9120710.0500Phosphorus 0.250

mg/L B9120705.0Sulfate 39

Field ID: T9-SW-R2 Sample ID: 1912033-06 

Sanitary

mg/L B9120705.0Chloride 120

mg/L B9120931.0Alkalinity Bicarbonate 100

mg/L B9120931.0Alkalinity, Total 100

mg/L B9120550.050Ammonia [As N] 0.63

mg/L B91207710Residue, Filterable 240

mg/L B91207610Residue, Non-Filterable 39

mg/L B9120800.050Nitrate + Nitrite [As N] 0.19

mg/L B9120710.0500Phosphorus 0.243

mg/L B9120701.0Sulfate 37

Field ID: TMW-15-R2 Sample ID: 1912034-01 

Sanitary

mg/L B9121245.0Chloride 68

mg/L B9120931.0Alkalinity Bicarbonate 680

mg/L B9120931.0Alkalinity, Total 680

mg/L B9120670.050Ammonia [As N] 0.50

mg/L B91209210Residue, Filterable 900

mg/L--- B912091U 10Residue, Non-Filterable

mg/L B9120800.050Nitrate + Nitrite [As N] 1.1

mg/L--- B912071U 0.0500Phosphorus

mg/L B91212410Sulfate 47

Field ID: TMW-16-R2 Sample ID: 1912034-02 

Sanitary

mg/L B9121245.0Chloride 110

U.S.E.P.A Region 2 Laboratory
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Field ID: TMW-16-R2 Sample ID: 1912034-02 

Sanitary

mg/L B9120931.0Alkalinity Bicarbonate 700

mg/L B9120931.0Alkalinity, Total 700

mg/L B9120670.050Ammonia [As N] 0.23

mg/L B91209210Residue, Filterable 1000

mg/L B91209110Residue, Non-Filterable 13

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.0720

mg/L B9121241.0Sulfate 74

Field ID: TMW-19-R2 Sample ID: 1912034-03 

Sanitary

mg/L B91212410Chloride 700

mg/L B9120931.0Alkalinity Bicarbonate 540

mg/L B9120931.0Alkalinity, Total 540

mg/L B9120670.050Ammonia [As N] 0.94

mg/L B91209210Residue, Filterable 1800

mg/L B91209110Residue, Non-Filterable 22

mg/L B9120800.050Nitrate + Nitrite [As N] 1.1

mg/L B9120710.0500Phosphorus 0.0506

mg/L B9121245.0Sulfate 84

Field ID: TMW-20-R2 Sample ID: 1912034-04 

Sanitary

mg/L B9121240.50Chloride 38

mg/L B9120931.0Alkalinity Bicarbonate 660

mg/L B9120931.0Alkalinity, Total 660

mg/L B9120670.050Ammonia [As N] 6.8

mg/L B91209210Residue, Filterable 770

mg/L B91209110Residue, Non-Filterable 87

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]
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Field ID: TMW-20-R2 Sample ID: 1912034-04 

Sanitary

mg/L B9120710.0500Phosphorus 0.649

mg/L B9121241.0Sulfate 5.8

Field ID: TMW-23-R2 Sample ID: 1912034-05 

Sanitary

mg/L B00100662Chloride 3500

mg/L B9121151.0Alkalinity Bicarbonate 1100

mg/L B9121151.0Alkalinity, Total 1100

mg/L B9120670.050Ammonia [As N] 3.5

mg/L B91209210Residue, Filterable 6800

mg/L B91209110Residue, Non-Filterable 120

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.500Phosphorus 3.05

mg/L B00100610Sulfate 120

Field ID: D1-SW-R2 Sample ID: 1912036-01 

Sanitary

mg/L B9120705.0Chloride 410

mg/L B9120931.0Alkalinity Bicarbonate 300

mg/L B9120931.0Alkalinity, Total 300

mg/L B9120670.050Ammonia [As N] 2.0

mg/L B91209210Residue, Filterable 990

mg/L B91209110Residue, Non-Filterable 50

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.107

mg/L B9120701.0Sulfate 25

Field ID: D3-SW-R2 Sample ID: 1912036-02 

Sanitary

mg/L B9120705.0Chloride 140

mg/L B9120931.0Alkalinity Bicarbonate 220
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Field ID: D3-SW-R2 Sample ID: 1912036-02 

Sanitary

mg/L B9120931.0Alkalinity, Total 220

mg/L B9120670.050Ammonia [As N] 0.75

mg/L B91209210Residue, Filterable 640

mg/L B91209110Residue, Non-Filterable 31

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.0821

mg/L B91207010Sulfate 100

Field ID: Globe Metals Well Sample ID: 1912036-03 

Sanitary

mg/L B0010065.0Chloride 140

mg/L B9120931.0Alkalinity Bicarbonate 220

mg/L B9120931.0Alkalinity, Total 220

mg/L B9120670.050Ammonia [As N] 1.8

mg/L B91209210Residue, Filterable 860

mg/L B91209110Residue, Non-Filterable 57

mg/L--- B912080U 0.050Nitrate + Nitrite [As N]

mg/L B9120710.0500Phosphorus 0.160

mg/L B00100610Sulfate 250

U.S.E.P.A Region 2 Laboratory
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Sanitary - Quality Control

Batch B001006

LCS (B001006-BS1)

Sulfate 1.0 34.00 85-115101mg/L34

Chloride 2.5 58.00 85-115104mg/L60.5

LCS Dup (B001006-BSD1)

Sulfate 1.0 34.00 2085-115101 0.3mg/L34

Chloride 2.5 58.00 2085-115103 0.8mg/L60.0

Matrix Spike (B001006-MS1) Source: 1912037-02

Sulfate 1.0 40.00 8.9 80-120102mg/L50

Chloride 5.0 20.00 69.5 80-12092mg/L88.0

Batch B912024

Blank (B912024-BLK1)

Residue, Filterable 10 mg/L--- U

LCS (B912024-BS1)

Residue, Filterable 10 644.0 85-115103mg/L663

LCS Dup (B912024-BSD1)

Residue, Filterable 10 644.0 2085-115103 0.151mg/L664

Duplicate (B912024-DUP1) Source: 1912004-02

Residue, Filterable 10 937 200.428mg/L933

Duplicate (B912024-DUP2) Source: 1912019-06

Residue, Filterable 10 810 200.123mg/L811

U.S.E.P.A Region 2 Laboratory
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Sanitary - Quality Control

Batch B912025

Blank (B912025-BLK1)

Residue, Non-Filterable 10 mg/L--- U

LCS (B912025-BS1)

Residue, Non-Filterable 10 56.50 85-11599.1mg/L56.0

LCS Dup (B912025-BSD1)

Residue, Non-Filterable 10 56.50 2085-11595.6 3.64mg/L54.0

Duplicate (B912025-DUP1) Source: 1912004-02

Residue, Non-Filterable 10 55.0 201.83mg/L54.0

Duplicate (B912025-DUP2) Source: 1912019-06

Residue, Non-Filterable 10 42.0 202.41mg/L41.0

Batch B912027

LCS (B912027-BS1)

Nitrate + Nitrite [As N] 0.50 11.50 85-115101mg/L11.6

LCS (B912027-BS2)

Nitrate + Nitrite [As N] 0.50 11.50 85-11599mg/L11.4

LCS Dup (B912027-BSD1)

Nitrate + Nitrite [As N] 0.50 11.50 2085-115101 0mg/L11.6

LCS Dup (B912027-BSD2)

Nitrate + Nitrite [As N] 0.50 11.50 2085-115100 0.9mg/L11.5
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Sanitary - Quality Control

Batch B912027

Matrix Spike (B912027-MS1) Source: 1912013-02

Nitrate + Nitrite [As N] 0.050 0.2000 ND 80-12074mg/L0.149

Matrix Spike (B912027-MS2) Source: 1912019-04

Nitrate + Nitrite [As N] 0.050 0.2000 0.0975 80-12077mg/L0.252

Batch B912031

LCS (B912031-BS1)

Chloride 2.5 58.00 85-115105mg/L61.0

Sulfate 1.0 34.00 85-115105mg/L36

LCS Dup (B912031-BSD1)

Sulfate 1.0 34.00 2085-115105 0mg/L36

Chloride 2.5 58.00 2085-115106 0.8mg/L61.5

Matrix Spike (B912031-MS1) Source: 1912013-02

Chloride 50 20.00 2760 80-120NRmg/L2650

Sulfate 1.0 40.00 27 80-120102mg/L68

Batch B912033

Blank (B912033-BLK1)

Alkalinity Bicarbonate 1.0 mg/L--- U

Alkalinity, Total 1.0 mg/L--- U

Blank (B912033-BLK2)

Alkalinity, Total 1.0 mg/L--- U

Alkalinity Bicarbonate 1.0 mg/L--- U
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%REC
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RPD

Limit Analyte

Sanitary - Quality Control

Batch B912033

LCS (B912033-BS1)

Alkalinity, Total 1.0 86.60 90-11098.5mg/L85.3

Alkalinity, Total 86.60 90-11098.5mg/L85

LCS (B912033-BS2)

Alkalinity, Total 1.0 86.60 90-110101mg/L87.3

Alkalinity, Total 86.60 90-110101mg/L87

LCS Dup (B912033-BSD1)

Alkalinity, Total 1.0 86.60 2090-110101 2.40mg/L87.4

Alkalinity, Total 86.60 2090-110101 2.40mg/L87

LCS Dup (B912033-BSD2)

Alkalinity, Total 1.0 86.60 2090-110101 0.163mg/L87.4

Alkalinity, Total 86.60 2090-110101 0.163mg/L87

Duplicate (B912033-DUP1) Source: 1912004-02

Alkalinity, Total 1.0 286 200.0719mg/L286

Alkalinity, Total 286 200.0719mg/L286

Duplicate (B912033-DUP2) Source: 1912019-03

Alkalinity, Total 1.0 188 200.0897mg/L189

Alkalinity, Total 188 200.0897mg/L189

Duplicate (B912033-DUP3) Source: 1912025-02

Alkalinity, Total 1.0 409 200.177mg/L410

Alkalinity, Total 409 200.177mg/L410
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Batch B912034

LCS (B912034-BS1)

Chloride 2.5 58.00 85-115103mg/L60.0

Sulfate 1.0 34.00 85-115105mg/L36

LCS Dup (B912034-BSD1)

Chloride 2.5 58.00 2085-115104 0.8mg/L60.5

Sulfate 1.0 34.00 2085-115106 0.3mg/L36

Matrix Spike (B912034-MS1) Source: 1912023-02

Chloride 10 20.00 306 80-12015mg/L309

Sulfate 1.0 40.00 5.1 80-120104mg/L47

Batch B912040

LCS (B912040-BS1)

Sulfate 1.0 34.00 85-115103mg/L35

Chloride 2.5 58.00 85-115100mg/L58.0

LCS Dup (B912040-BSD1)

Sulfate 1.0 34.00 2085-115103 0mg/L35

Chloride 2.5 58.00 2085-115101 0.9mg/L58.5

Matrix Spike (B912040-MS1) Source: 1912022-05

Sulfate 1.0 40.00 0.98 80-12099mg/L40

Chloride 5.0 20.00 247 80-12020mg/L251

Batch B912044

LCS (B912044-BS1)

Sulfate 1.0 34.00 85-115100mg/L34

Chloride 2.5 58.00 85-11598mg/L57.0
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Batch B912044

LCS Dup (B912044-BSD1)

Chloride 2.5 58.00 2085-11599 0.9mg/L57.5

Sulfate 1.0 34.00 2085-115100 0.3mg/L34

Matrix Spike (B912044-MS1) Source: 1912025-06

Chloride 25 20.00 714 80-120NRmg/L689

Sulfate 1.0 40.00 63 80-12086mg/L97

Batch B912052

Blank (B912052-BLK1)

Residue, Filterable 10 mg/L--- U

LCS (B912052-BS1)

Residue, Filterable 10 644.0 85-115102mg/L655

LCS Dup (B912052-BSD1)

Residue, Filterable 10 644.0 2085-115101 0.459mg/L652

Duplicate (B912052-DUP1) Source: 1912022-05

Residue, Filterable 10 1080 201.69mg/L1060

Duplicate (B912052-DUP2) Source: 1912022-06

Residue, Filterable 10 2170 200.185mg/L2160

Batch B912053

Blank (B912053-BLK1)

Residue, Non-Filterable 10 mg/L--- U
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Batch B912053

LCS (B912053-BS1)

Residue, Non-Filterable 10 56.50 85-11593.8mg/L53.0

LCS Dup (B912053-BSD1)

Residue, Non-Filterable 10 56.50 2085-11595.6 1.87mg/L54.0

Duplicate (B912053-DUP1) Source: 1912022-05

Residue, Non-Filterable 10 30.0 203.28mg/L31.0

Duplicate (B912053-DUP2) Source: 1912022-06

Residue, Non-Filterable 10 36.0 200.00mg/L36.0

Batch B912054

Blank (B912054-BLK1)

Ammonia [As N] 0.050 mg/L--- U

LCS (B912054-BS1)

Ammonia [As N] 0.050 5.360 85-115105mg/L5.64

LCS Dup (B912054-BSD1)

Ammonia [As N] 0.050 5.360 2085-115105 0mg/L5.64

Matrix Spike (B912054-MS1) Source: 1912004-02

Ammonia [As N] 0.050 2.000 1.49 80-12095mg/L3.38

Batch B912055

Blank (B912055-BLK1)

Ammonia [As N] 0.050 mg/L--- U
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Batch B912055

LCS (B912055-BS1)

Ammonia [As N] 0.050 5.360 85-115104mg/L5.59

LCS Dup (B912055-BSD1)

Ammonia [As N] 0.050 5.360 2085-115105 0.4mg/L5.61

Matrix Spike (B912055-MS1) Source: 1912022-05

Ammonia [As N] 0.50 2.000 56.1 80-120135mg/L58.8

Batch B912067

Blank (B912067-BLK1)

Ammonia [As N] 0.050 mg/L--- U

LCS (B912067-BS1)

Ammonia [As N] 0.050 5.360 85-115105mg/L5.62

LCS Dup (B912067-BSD1)

Ammonia [As N] 0.050 5.360 2085-115105 0.2mg/L5.63

Matrix Spike (B912067-MS1) Source: 1912034-01

Ammonia [As N] 0.050 2.000 0.496 80-12082mg/L2.13

Batch B912070

LCS (B912070-BS1)

Chloride 2.5 58.00 85-115104mg/L60.5

Sulfate 1.0 34.00 85-115106mg/L36
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Batch B912070

LCS Dup (B912070-BSD1)

Chloride 2.5 58.00 2085-115105 0.8mg/L61.0

Sulfate 1.0 34.00 2085-115106 0.3mg/L36

Matrix Spike (B912070-MS1) Source: 1912028-08

Chloride 1.0 20.00 28.3 80-12098mg/L47.8

Sulfate 2.0 40.00 6.4 80-120101mg/L47

Batch B912071

Blank (B912071-BLK1)

Phosphorus 0.0500 mg/L--- U

Blank (B912071-BLK2)

Phosphorus 0.0500 mg/L--- U

LCS (B912071-BS1)

Phosphorus 0.250 3.110 85-115102mg/L3.18

LCS (B912071-BS2)

Phosphorus 0.250 3.110 85-115107mg/L3.32

LCS (B912071-BS3)

Phosphorus 0.250 3.110 85-115109mg/L3.40

LCS Dup (B912071-BSD1)

Phosphorus 0.250 3.110 2085-115102 0.5mg/L3.16
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Batch B912071

LCS Dup (B912071-BSD2)

Phosphorus 0.250 3.110 2085-115105 2mg/L3.27

LCS Dup (B912071-BSD3)

Phosphorus 0.250 3.110 2085-115109 0.3mg/L3.38

Matrix Spike (B912071-MS1) Source: 1912004-01

Phosphorus 0.0500 1.000 0.466 80-12094mg/L1.41

Matrix Spike (B912071-MS2) Source: 1912022-05

Phosphorus 0.0500 1.000 0.675 80-12094mg/L1.61

Matrix Spike (B912071-MS3) Source: 1912034-01

Phosphorus 0.0500 1.000 0.0303 80-120101mg/L1.04

Batch B912076

Blank (B912076-BLK1)

Residue, Non-Filterable 10 mg/L--- U

LCS (B912076-BS1)

Residue, Non-Filterable 10 74.50 85-11594.0mg/L70.0

LCS Dup (B912076-BSD1)

Residue, Non-Filterable 10 74.50 2085-11599.3 5.56mg/L74.0

Duplicate (B912076-DUP1) Source: 1912007-01

Residue, Non-Filterable 10 1.00 2066.7mg/L2.00

U.S.E.P.A Region 2 Laboratory
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Batch B912076

Duplicate (B912076-DUP2) Source: 1912033-03

Residue, Non-Filterable 10 32.0 206.06mg/L34.0

Batch B912077

Blank (B912077-BLK1)

Residue, Filterable 10 mg/L--- U

LCS (B912077-BS1)

Residue, Filterable 10 232.0 85-11586.2mg/L200

LCS Dup (B912077-BSD1)

Residue, Filterable 10 232.0 2085-11587.5 1.49mg/L203

Duplicate (B912077-DUP1) Source: 1912007-01

Residue, Filterable 10 44.0 202.30mg/L43.0

Duplicate (B912077-DUP2) Source: 1912033-03

Residue, Filterable 10 357 200.837mg/L360

Batch B912080

LCS (B912080-BS1)

Nitrate + Nitrite [As N] 0.50 11.50 85-115102mg/L11.7

LCS (B912080-BS2)

Nitrate + Nitrite [As N] 0.50 11.50 85-115100mg/L11.5
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Batch B912080

LCS (B912080-BS3)

Nitrate + Nitrite [As N] 0.50 11.50 85-11598mg/L11.3

LCS (B912080-BS4)

Nitrate + Nitrite [As N] 0.50 11.50 85-115103mg/L11.8

LCS (B912080-BS5)

Nitrate + Nitrite [As N] 0.50 11.50 85-115101mg/L11.6

LCS Dup (B912080-BSD1)

Nitrate + Nitrite [As N] 0.50 11.50 2085-115102 0mg/L11.7

LCS Dup (B912080-BSD2)

Nitrate + Nitrite [As N] 0.50 11.50 2085-115100 0mg/L11.5

LCS Dup (B912080-BSD3)

Nitrate + Nitrite [As N] 0.50 11.50 2085-11599 0.9mg/L11.4

LCS Dup (B912080-BSD4)

Nitrate + Nitrite [As N] 0.50 11.50 2085-115103 0mg/L11.8

LCS Dup (B912080-BSD5)

Nitrate + Nitrite [As N] 0.50 11.50 2085-115100 0.9mg/L11.5

Matrix Spike (B912080-MS1) Source: 1912011-01

Nitrate + Nitrite [As N] 0.50 0.2000 4.15 80-12075mg/L4.30

Matrix Spike (B912080-MS2) Source: 1912032-02

Nitrate + Nitrite [As N] 0.50 0.2000 2.16 80-12070mg/L2.30
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Batch B912080

Matrix Spike (B912080-MS3) Source: 1912037-02

Nitrate + Nitrite [As N] 0.050 0.2000 ND 80-12066mg/L0.132

Matrix Spike (B912080-MS4) Source: 1912022-01

Nitrate + Nitrite [As N] 0.050 0.2000 ND 80-12058mg/L0.117

Matrix Spike (B912080-MS5) Source: 1912034-01

Nitrate + Nitrite [As N] 0.050 0.2000 1.08 80-12080mg/L1.24

Batch B912085

LCS (B912085-BS1)

Sulfate 1.0 34.00 85-115108mg/L37

LCS Dup (B912085-BSD1)

Sulfate 1.0 34.00 2085-115109 0.3mg/L37

Matrix Spike (B912085-MS1) Source: 1912009-04

Sulfate 1.0 40.00 12 80-120108mg/L56

Batch B912091

Blank (B912091-BLK1)

Residue, Non-Filterable 10 mg/L--- U

LCS (B912091-BS1)

Residue, Non-Filterable 10 74.50 85-11596.6mg/L72.0
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Batch B912091

LCS Dup (B912091-BSD1)

Residue, Non-Filterable 10 74.50 2085-11595.3 1.40mg/L71.0

Duplicate (B912091-DUP1) Source: 1912009-04

Residue, Non-Filterable 10 ND 20mg/L--- U

Duplicate (B912091-DUP2) Source: 1912011-02

Residue, Non-Filterable 10 ND 20mg/L--- U

Batch B912092

Blank (B912092-BLK1)

Residue, Filterable 10 mg/L--- U

LCS (B912092-BS1)

Residue, Filterable 10 232.0 85-11597.8mg/L227

LCS Dup (B912092-BSD1)

Residue, Filterable 10 232.0 2085-11599.1 1.31mg/L230

Duplicate (B912092-DUP1) Source: 1912009-04

Residue, Filterable 10 644 200.155mg/L645

Duplicate (B912092-DUP2) Source: 1912011-02

Residue, Filterable 10 178 200.00mg/L178

Batch B912093

Blank (B912093-BLK1)

Alkalinity, Total 1.0 mg/L--- U

Alkalinity Bicarbonate 1.0 mg/L--- U
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Batch B912093

LCS (B912093-BS1)

Alkalinity, Total 1.0 86.60 90-11098.7mg/L85.5

Alkalinity, Total 86.60 90-11098.7mg/L86

LCS Dup (B912093-BSD1)

Alkalinity, Total 1.0 86.60 2090-110101 2.30mg/L87.5

Alkalinity, Total 86.60 2090-110101 2.30mg/L88

Duplicate (B912093-DUP1) Source: 1912029-01

Alkalinity, Total 1.0 217 200.0510mg/L218

Alkalinity, Total 217 200.0510mg/L218

Duplicate (B912093-DUP2) Source: 1912033-01

Alkalinity, Total 1.0 139 200.0988mg/L139

Alkalinity, Total 139 200.0988mg/L139

Batch B912115

Blank (B912115-BLK1)

Alkalinity, Total 1.0 mg/L--- U

Alkalinity Bicarbonate 1.0 mg/L--- U

LCS (B912115-BS1)

Alkalinity, Total 1.0 35.20 90-11095.7mg/L33.7

Alkalinity, Total 35.20 90-11095.7mg/L34

LCS Dup (B912115-BSD1)

Alkalinity, Total 1.0 35.20 2090-11099.3 3.78mg/L35.0

Alkalinity, Total 35.20 2090-11099.3 3.78mg/L35
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Batch B912115

Duplicate (B912115-DUP1) Source: 1912034-05

Alkalinity, Total 1.0 1090 200.722mg/L1100

Alkalinity, Total 1090 200.722mg/L1100

Batch B912124

LCS (B912124-BS1)

Sulfate 1.0 34.00 85-11599mg/L34

Chloride 2.5 58.00 85-115102mg/L59.0

LCS Dup (B912124-BSD1)

Chloride 2.5 58.00 2085-115101 0.9mg/L58.5

Sulfate 1.0 34.00 2085-115101 1mg/L34

Matrix Spike (B912124-MS1) Source: 1912035-07

Sulfate 1.0 40.00 31 80-12097mg/L70

Chloride 0.50 20.00 19.3 80-120103mg/L39.9
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R2StdEDD

		data_provider		sys_sample_code		sys_loc_code		sample_name		sample_matrix_code		sample_type_code		sample_source		parent_sample_code		sample_date		start_depth		end_depth		depth_unit		composite_yn		lab_anl_method_name		analysis_date		total_or_dissolved		test_type		lab_matrix_code		analysis_location		basis		dilution_factor		qc_level		lab_sample_id		cas_rn		chemical_name		result_value		result_type_code		reportable_result		detect_flag		lab_qualifiers		validator_qualifiers		interpreted_qualifiers		validated_yn		reporting_detection_limit		result_unit		detection_limit_unit		method_detection_limit		quantitation_limit		task_code		lab_SDG		validation_level

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 10:38		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912004-01		16887-00-6		Chloride		330		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		71-52-3		Alkalinity Bicarbonate		610		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		471-34-1		Alkalinity, Total		610		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 17:07		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-01		7727-37-9		Ammonia [As N]		44		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.091		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		010-17-3		Residue, Filterable		1100		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		010-17-3		Residue, Non-Filterable		91		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:58		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 07:21		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		7723-14-0		Phosphorus		0.466		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-01-R2				TMW-01-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 10:38		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-01		14808-79-8		Sulfate		1.0		TRG		Yes		N		U		U		U		Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 10:54		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-02		16887-00-6		Chloride		140		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		71-52-3		Alkalinity Bicarbonate		290		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		471-34-1		Alkalinity, Total		290		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 14:45		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		7727-37-9		Ammonia [As N]		1.5		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		010-17-3		Residue, Filterable		940		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		010-17-3		Residue, Non-Filterable		55		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:59		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 07:23		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-02		7723-14-0		Phosphorus		0.0500		TRG		Yes		N		U		U		U		Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-03-R2				TMW-03-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 10:54		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-02		14808-79-8		Sulfate		220		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:10		T		INITIAL		Aqueous		LB		NA		5		QUANT		1912004-03		16887-00-6		Chloride		140		TRG		Yes		Y								Y		2.5		mg/L		mg/L		0.65		2.5		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		71-52-3		Alkalinity Bicarbonate		300		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		471-34-1		Alkalinity, Total		300		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 14:49		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		7727-37-9		Ammonia [As N]		1.2		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		010-17-3		Residue, Filterable		1000		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		010-17-3		Residue, Non-Filterable		47		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 09:00		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 07:24		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-03		7723-14-0		Phosphorus		0.0500		TRG		Yes		N		U		U		U		Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-04-R2				TMW-04-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:10		T		INITIAL		Aqueous		LB		NA		5		QUANT		1912004-03		14808-79-8		Sulfate		300		TRG		Yes		Y								Y		5.0		mg/L		mg/L		0.75		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:25		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912004-04		16887-00-6		Chloride		260		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		71-52-3		Alkalinity Bicarbonate		470		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		471-34-1		Alkalinity, Total		470		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 17:10		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-04		7727-37-9		Ammonia [As N]		22		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.091		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		010-17-3		Residue, Filterable		880		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		010-17-3		Residue, Non-Filterable		49		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 09:01		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 07:25		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		7723-14-0		Phosphorus		0.403		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-05-R2				TMW-05-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:25		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-04		14808-79-8		Sulfate		1.0		TRG		Yes		N		U		U		U		Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 16:18		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-05		16887-00-6		Chloride		120		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		71-52-3		Alkalinity Bicarbonate		790		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		471-34-1		Alkalinity, Total		790		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 14:51		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		7727-37-9		Ammonia [As N]		3.5		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		010-17-3		Residue, Filterable		1000		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		010-17-3		Residue, Non-Filterable		28		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 09:02		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 07:26		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		7723-14-0		Phosphorus		0.532		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-11-R2				TMW-11-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:39		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-05		14808-79-8		Sulfate		1.8		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:54		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-06		16887-00-6		Chloride		120		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		71-52-3		Alkalinity Bicarbonate		800		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		471-34-1		Alkalinity, Total		800		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 14:52		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		7727-37-9		Ammonia [As N]		4.5		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		010-17-3		Residue, Filterable		1100		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		010-17-3		Residue, Non-Filterable		29		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 09:03		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:16		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		7723-14-0		Phosphorus		0.435		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-12-R2				TMW-12-R2		Aqueous		Sample		FIELD				12/03/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 11:54		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-06		14808-79-8		Sulfate		7.9		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 17:06		T		INITIAL		Aqueous		LB		NA		50		QUANT		1912004-07		16887-00-6		Chloride		1600		TRG		Yes		Y								Y		25		mg/L		mg/L		6.5		25		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		71-52-3		Alkalinity Bicarbonate		1200		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		471-34-1		Alkalinity, Total		1200		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:02		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		7727-37-9		Ammonia [As N]		9.8		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		010-17-3		Residue, Filterable		4700		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		010-17-3		Residue, Non-Filterable		110		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 09:04		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:17		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-07		7723-14-0		Phosphorus		0.306		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-07-R2				TMW-07-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 12:10		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912004-07		14808-79-8		Sulfate		620		TRG		Yes		Y								Y		20		mg/L		mg/L		3.0		20		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 12:57		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-08		16887-00-6		Chloride		260		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		71-52-3		Alkalinity Bicarbonate		480		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		471-34-1		Alkalinity, Total		480		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:03		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		7727-37-9		Ammonia [As N]		7.2		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		010-17-3		Residue, Filterable		1900		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		010-17-3		Residue, Non-Filterable		27		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 09:05		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:18		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912004-08		7723-14-0		Phosphorus		0.0714		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-08-R2				TMW-08-R2		Aqueous		Sample		FIELD				12/02/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 12:57		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912004-08		14808-79-8		Sulfate		660		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 18:09		T		INITIAL		Aqueous		LB		NA		50		QUANT		1912019-01		16887-00-6		Chloride		1400		TRG		Yes		Y								Y		25		mg/L		mg/L		6.5		25		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		71-52-3		Alkalinity Bicarbonate		180		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		471-34-1		Alkalinity, Total		180		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:04		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		7727-37-9		Ammonia [As N]		2.0		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		010-17-3		Residue, Filterable		1800		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		010-17-3		Residue, Non-Filterable		33		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:24		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		7727-37-9		Nitrate + Nitrite [As N]		0.096		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:20		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-01		7723-14-0		Phosphorus		9.53		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T2-SW-R2				T2-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 18:51		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-01		14808-79-8		Sulfate		66		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 14:14		T		INITIAL		Aqueous		LB		NA		50		QUANT		1912019-02		16887-00-6		Chloride		560		TRG		Yes		Y								Y		25		mg/L		mg/L		6.5		25		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		71-52-3		Alkalinity Bicarbonate		180		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		471-34-1		Alkalinity, Total		180		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:05		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		7727-37-9		Ammonia [As N]		1.8		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		010-17-3		Residue, Filterable		1300		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		010-17-3		Residue, Non-Filterable		67		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:25		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		7727-37-9		Nitrate + Nitrite [As N]		0.089		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:22		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-02		7723-14-0		Phosphorus		11.8		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T3-SW-R2				T3-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 19:05		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-02		14808-79-8		Sulfate		66		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 21:55		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912019-03		16887-00-6		Chloride		670		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-03		71-52-3		Alkalinity Bicarbonate		190		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-03		471-34-1		Alkalinity, Total		190		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:07		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-03		7727-37-9		Ammonia [As N]		2.0		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-03		010-17-3		Residue, Filterable		1300		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-03		010-17-3		Residue, Non-Filterable		30		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:26		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-03		7727-37-9		Nitrate + Nitrite [As N]		0.10		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:25		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-03		7723-14-0		Phosphorus		9.13		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T5-SW-R2				T5-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 19:21		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-03		14808-79-8		Sulfate		64		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 22:11		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912019-04		16887-00-6		Chloride		660		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-04		71-52-3		Alkalinity Bicarbonate		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-04		471-34-1		Alkalinity, Total		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:08		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-04		7727-37-9		Ammonia [As N]		2.1		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-04		010-17-3		Residue, Filterable		1400		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-04		010-17-3		Residue, Non-Filterable		28		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:32		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-04		7727-37-9		Nitrate + Nitrite [As N]		0.098		TRG		Yes		Y		L		L		L		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:27		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-04		7723-14-0		Phosphorus		8.91		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T7-SW-R2				T7-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 19:37		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-04		14808-79-8		Sulfate		58		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 14:30		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912019-05		16887-00-6		Chloride		560		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		71-52-3		Alkalinity Bicarbonate		180		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		471-34-1		Alkalinity, Total		180		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:09		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		7727-37-9		Ammonia [As N]		1.8		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		010-17-3		Residue, Filterable		1200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		010-17-3		Residue, Non-Filterable		89		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:34		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		7727-37-9		Nitrate + Nitrite [As N]		0.083		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:30		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-05		7723-14-0		Phosphorus		10.3		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T903-SW-R2				T903-SW-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 20:23		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-05		14808-79-8		Sulfate		68		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 20:37		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-06		16887-00-6		Chloride		220		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		71-52-3		Alkalinity Bicarbonate		470		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		471-34-1		Alkalinity, Total		470		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 17:13		T		INITIAL		Aqueous		LB		NA		2		QUANT		1912019-06		7727-37-9		Ammonia [As N]		13		TRG		Yes		Y								Y		0.10		mg/L		mg/L		0.018		0.10		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		010-17-3		Residue, Filterable		810		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		010-17-3		Residue, Non-Filterable		42		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:42		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:44		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		7723-14-0		Phosphorus		0.457		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-06-R2				TMW-06-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 20:37		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-06		14808-79-8		Sulfate		1.0		TRG		Yes		N		U		U		U		Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 23:29		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-07		16887-00-6		Chloride		66		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		71-52-3		Alkalinity Bicarbonate		660		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		471-34-1		Alkalinity, Total		660		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:11		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		7727-37-9		Ammonia [As N]		4.4		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		010-17-3		Residue, Filterable		820		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		010-17-3		Residue, Non-Filterable		21		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:43		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:45		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		7723-14-0		Phosphorus		0.304		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-09-R2				TMW-09-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 20:52		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-07		14808-79-8		Sulfate		15		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 23:45		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912019-08		16887-00-6		Chloride		67		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		71-52-3		Alkalinity Bicarbonate		610		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		471-34-1		Alkalinity, Total		610		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:13		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		7727-37-9		Ammonia [As N]		5.3		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		010-17-3		Residue, Filterable		750		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		010-17-3		Residue, Non-Filterable		31		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/09/2019 08:44		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:39		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		7723-14-0		Phosphorus		0.274		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-10-R2				TMW-10-R2		Aqueous		Sample		FIELD				12/04/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/09/2019 21:06		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912019-08		14808-79-8		Sulfate		3.8		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 17:22		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912022-01		16887-00-6		Chloride		140		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		71-52-3		Alkalinity Bicarbonate		390		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		471-34-1		Alkalinity, Total		390		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:22		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		7727-37-9		Ammonia [As N]		2.7		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		010-17-3		Residue, Filterable		770		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		010-17-3		Residue, Non-Filterable		51		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 08:54		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		UL		UL		UL		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:40		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		7723-14-0		Phosphorus		0.0759		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		D5-SW-R2				D5-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 13:12		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-01		14808-79-8		Sulfate		81		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 13:26		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912022-02		16887-00-6		Chloride		540		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		71-52-3		Alkalinity Bicarbonate		390		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		471-34-1		Alkalinity, Total		390		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:23		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		7727-37-9		Ammonia [As N]		2.0		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		010-17-3		Residue, Filterable		1300		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		010-17-3		Residue, Non-Filterable		11		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:03		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:41		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		7723-14-0		Phosphorus		0.0825		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		D7-SW-R2				D7-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 13:26		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-02		14808-79-8		Sulfate		35		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 17:53		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912022-03		16887-00-6		Chloride		660		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		71-52-3		Alkalinity Bicarbonate		240		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		471-34-1		Alkalinity, Total		240		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:24		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		7727-37-9		Ammonia [As N]		3.0		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		010-17-3		Residue, Filterable		1400		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		010-17-3		Residue, Non-Filterable		23		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:04		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		7727-37-9		Nitrate + Nitrite [As N]		0.095		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:58		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912022-03		7723-14-0		Phosphorus		4.20		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T14-SW-R2				T14-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/10/2019 17:53		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-03		14808-79-8		Sulfate		92		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 13:38		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912022-04		16887-00-6		Chloride		730		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		71-52-3		Alkalinity Bicarbonate		240		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		471-34-1		Alkalinity, Total		240		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:26		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		7727-37-9		Ammonia [As N]		3.4		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540C SOP C-37 Rev 2.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		010-17-3		Residue, Filterable		1600		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540D SOP C-33 Rev 3.6		12/06/2019 16:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		010-17-3		Residue, Non-Filterable		18		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:05		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		7727-37-9		Nitrate + Nitrite [As N]		0.084		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:43		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-04		7723-14-0		Phosphorus		1.58		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T15-SW-R2				T15-SW-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 08:05		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912022-04		14808-79-8		Sulfate		88		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 08:20		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912022-05		16887-00-6		Chloride		250		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		71-52-3		Alkalinity Bicarbonate		830		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		471-34-1		Alkalinity, Total		830		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 17:15		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912022-05		7727-37-9		Ammonia [As N]		56		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.091		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		010-17-3		Residue, Filterable		1100		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		010-17-3		Residue, Non-Filterable		30		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:06		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:47		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		7723-14-0		Phosphorus		0.675		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-21-R2				TMW-21-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 08:20		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-05		14808-79-8		Sulfate		1.0		TRG		Yes		N		U		U		U		Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 13:54		T		INITIAL		Aqueous		LB		NA		50		QUANT		1912022-06		16887-00-6		Chloride		980		TRG		Yes		Y								Y		25		mg/L		mg/L		6.5		25		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		71-52-3		Alkalinity Bicarbonate		630		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		471-34-1		Alkalinity, Total		630		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:33		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		7727-37-9		Ammonia [As N]		8.3		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		010-17-3		Residue, Filterable		2200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		010-17-3		Residue, Non-Filterable		36		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:07		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:53		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		7723-14-0		Phosphorus		1.05		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-22-R2				TMW-22-R2		Aqueous		Sample		FIELD				12/05/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 09:21		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912022-06		14808-79-8		Sulfate		1.0		TRG		Yes		N		U		U		U		Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 11:49		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912025-01		16887-00-6		Chloride		740		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		71-52-3		Alkalinity Bicarbonate		230		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		471-34-1		Alkalinity, Total		230		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		7727-37-9		Ammonia [As N]		3.4		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		010-17-3		Residue, Filterable		1500		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		010-17-3		Residue, Non-Filterable		11		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:08		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		7727-37-9		Nitrate + Nitrite [As N]		0.10		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 10:00		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912025-01		7723-14-0		Phosphorus		2.08		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T917-SW-R2				T917-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 11:49		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-01		14808-79-8		Sulfate		64		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 14:44		T		INITIAL		Aqueous		LB		NA		100		QUANT		1912025-02		16887-00-6		Chloride		2800		TRG		Yes		Y								Y		50		mg/L		mg/L		13		50		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-02		71-52-3		Alkalinity Bicarbonate		410		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-02		471-34-1		Alkalinity, Total		410		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:43		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-02		7727-37-9		Ammonia [As N]		3.3		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-02		010-17-3		Residue, Filterable		4600		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-02		010-17-3		Residue, Non-Filterable		10		TRG		Yes		N		U		U		U		Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:09		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-02		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 10:02		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912025-02		7723-14-0		Phosphorus		4.31		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		D11-SW-R2				D11-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 12:05		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912025-02		14808-79-8		Sulfate		55		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 12:20		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912025-03		16887-00-6		Chloride		600		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		71-52-3		Alkalinity Bicarbonate		260		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		471-34-1		Alkalinity, Total		260		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:45		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		7727-37-9		Ammonia [As N]		3.6		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		010-17-3		Residue, Filterable		1200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		010-17-3		Residue, Non-Filterable		33		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:10		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:56		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		7723-14-0		Phosphorus		0.287		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		D13-SW-R2				D13-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 12:20		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-03		14808-79-8		Sulfate		6.2		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 20:08		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912025-04		16887-00-6		Chloride		610		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		71-52-3		Alkalinity Bicarbonate		370		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		471-34-1		Alkalinity, Total		370		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 17:23		T		INITIAL		Aqueous		LB		NA		2		QUANT		1912025-04		7727-37-9		Ammonia [As N]		11		TRG		Yes		Y								Y		0.10		mg/L		mg/L		0.018		0.10		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		010-17-3		Residue, Filterable		1300		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		010-17-3		Residue, Non-Filterable		10		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:11		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 08:57		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		7723-14-0		Phosphorus		0.0966		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		D9-SW-R2				D9-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 20:08		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-04		14808-79-8		Sulfate		9.8		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 20:23		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912025-05		16887-00-6		Chloride		760		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		71-52-3		Alkalinity Bicarbonate		230		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		471-34-1		Alkalinity, Total		230		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:47		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		7727-37-9		Ammonia [As N]		3.2		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		010-17-3		Residue, Filterable		1500		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		010-17-3		Residue, Non-Filterable		12		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:18		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		7727-37-9		Nitrate + Nitrite [As N]		0.10		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 10:05		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912025-05		7723-14-0		Phosphorus		2.09		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T17-SW-R2				T17-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/11/2019 20:23		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-05		14808-79-8		Sulfate		64		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 08:14		T		INITIAL		Aqueous		LB		NA		50		QUANT		1912025-06		16887-00-6		Chloride		710		TRG		Yes		Y								Y		25		mg/L		mg/L		6.5		25		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		71-52-3		Alkalinity Bicarbonate		230		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2320B SOP C-18 Rev 3.6		12/10/2019 12:42		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		471-34-1		Alkalinity, Total		230		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:48		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		7727-37-9		Ammonia [As N]		3.4		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		010-17-3		Residue, Filterable		1500		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		010-17-3		Residue, Non-Filterable		10		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:19		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		7727-37-9		Nitrate + Nitrite [As N]		0.10		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 10:07		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912025-06		7723-14-0		Phosphorus		2.14		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		T19-SW-R2				T19-SW-R2		Aqueous		Sample		FIELD				12/06/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 08:14		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912025-06		14808-79-8		Sulfate		63		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 09:15		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		16887-00-6		Chloride		32		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.13		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		71-52-3		Alkalinity Bicarbonate		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		471-34-1		Alkalinity, Total		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:49		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		7727-37-9		Ammonia [As N]		4.1		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		010-17-3		Residue, Filterable		2200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		010-17-3		Residue, Non-Filterable		16		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:20		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		7727-37-9		Nitrate + Nitrite [As N]		0.051		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-01		7723-14-0		Phosphorus		0.0725		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-918-R2				TMW-918-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 09:15		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912029-01		14808-79-8		Sulfate		1300		TRG		Yes		Y								Y		20		mg/L		mg/L		3.0		20		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:01		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912029-02		16887-00-6		Chloride		180		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		71-52-3		Alkalinity Bicarbonate		850		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		471-34-1		Alkalinity, Total		850		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:51		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		7727-37-9		Ammonia [As N]		4.2		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		010-17-3		Residue, Filterable		1200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		010-17-3		Residue, Non-Filterable		13		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:21		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		7723-14-0		Phosphorus		0.557		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		MW-103-R2				MW-103-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:01		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-02		14808-79-8		Sulfate		1.0		TRG		Yes		N		U		U		U		Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:17		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912029-03		16887-00-6		Chloride		72		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		71-52-3		Alkalinity Bicarbonate		620		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		471-34-1		Alkalinity, Total		620		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:52		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		7727-37-9		Ammonia [As N]		8.6		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		010-17-3		Residue, Filterable		1600		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		010-17-3		Residue, Non-Filterable		33		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:22		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		7727-37-9		Nitrate + Nitrite [As N]		0.16		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:05		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-03		7723-14-0		Phosphorus		0.0500		TRG		Yes		N		U		U		U		Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-13-R2				TMW-13-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:17		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912029-03		14808-79-8		Sulfate		620		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:33		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912029-04		16887-00-6		Chloride		80		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		71-52-3		Alkalinity Bicarbonate		630		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		471-34-1		Alkalinity, Total		630		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 15:53		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		7727-37-9		Ammonia [As N]		9.2		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		010-17-3		Residue, Filterable		1600		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		010-17-3		Residue, Non-Filterable		27		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:23		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:06		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-04		7723-14-0		Phosphorus		0.0500		TRG		Yes		N		U		U		U		Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-14-R2				TMW-14-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:33		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912029-04		14808-79-8		Sulfate		590		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 10:47		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		16887-00-6		Chloride		28		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.13		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		71-52-3		Alkalinity Bicarbonate		260		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		471-34-1		Alkalinity, Total		260		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:03		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		7727-37-9		Ammonia [As N]		5.1		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		010-17-3		Residue, Filterable		2200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		010-17-3		Residue, Non-Filterable		22		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:24		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:07		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-05		7723-14-0		Phosphorus		0.0500		TRG		Yes		N		U		U		U		Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-17-R2				TMW-17-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 17:37		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912029-05		14808-79-8		Sulfate		1300		TRG		Yes		Y								Y		20		mg/L		mg/L		3.0		20		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/12/2019 11:02		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		16887-00-6		Chloride		33		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.13		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		71-52-3		Alkalinity Bicarbonate		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		471-34-1		Alkalinity, Total		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:04		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		7727-37-9		Ammonia [As N]		4.2		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540C SOP C-37 Rev 2.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		010-17-3		Residue, Filterable		2200		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		SM 2540D SOP C-33 Rev 3.6		12/12/2019 15:00		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		010-17-3		Residue, Non-Filterable		12		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:25		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		7727-37-9		Nitrate + Nitrite [As N]		0.056		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:08		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912029-06		7723-14-0		Phosphorus		0.0920		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-18-R2				TMW-18-R2		Aqueous		Sample		FIELD				12/09/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 17:53		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912029-06		14808-79-8		Sulfate		1300		TRG		Yes		Y								Y		20		mg/L		mg/L		3.0		20		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 18:59		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912033-01		16887-00-6		Chloride		100		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		71-52-3		Alkalinity Bicarbonate		140		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		471-34-1		Alkalinity, Total		140		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:05		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		7727-37-9		Ammonia [As N]		0.86		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540C SOP C-37 Rev 2.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		010-17-3		Residue, Filterable		400		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540D SOP C-33 Rev 3.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		010-17-3		Residue, Non-Filterable		41		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:26		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		7727-37-9		Nitrate + Nitrite [As N]		0.18		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:09		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		7723-14-0		Phosphorus		0.259		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T1-SW-R2				T1-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 13:08		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-01		14808-79-8		Sulfate		54		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 19:16		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912033-02		16887-00-6		Chloride		90		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		71-52-3		Alkalinity Bicarbonate		120		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		471-34-1		Alkalinity, Total		120		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:06		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		7727-37-9		Ammonia [As N]		0.71		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540C SOP C-37 Rev 2.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		010-17-3		Residue, Filterable		360		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540D SOP C-33 Rev 3.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		010-17-3		Residue, Non-Filterable		40		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:27		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		7727-37-9		Nitrate + Nitrite [As N]		0.19		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:10		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		7723-14-0		Phosphorus		0.283		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T4-SW-R2				T4-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 13:23		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-02		14808-79-8		Sulfate		42		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 13:40		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912033-03		16887-00-6		Chloride		120		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		71-52-3		Alkalinity Bicarbonate		100		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		471-34-1		Alkalinity, Total		100		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:07		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		7727-37-9		Ammonia [As N]		0.63		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540C SOP C-37 Rev 2.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		010-17-3		Residue, Filterable		360		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540D SOP C-33 Rev 3.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		010-17-3		Residue, Non-Filterable		32		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:35		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		7727-37-9		Nitrate + Nitrite [As N]		0.19		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:11		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		7723-14-0		Phosphorus		0.294		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T12-SW-R2				T12-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 19:31		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-03		14808-79-8		Sulfate		49		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 14:26		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912033-04		16887-00-6		Chloride		170		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		71-52-3		Alkalinity Bicarbonate		140		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		471-34-1		Alkalinity, Total		140		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:08		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		7727-37-9		Ammonia [As N]		1.3		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540C SOP C-37 Rev 2.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		010-17-3		Residue, Filterable		530		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540D SOP C-33 Rev 3.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		010-17-3		Residue, Non-Filterable		37		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:36		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		7727-37-9		Nitrate + Nitrite [As N]		0.21		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:12		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		7723-14-0		Phosphorus		0.239		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T16-SW-R2				T16-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 14:26		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-04		14808-79-8		Sulfate		56		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 20:04		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912033-05		16887-00-6		Chloride		300		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		71-52-3		Alkalinity Bicarbonate		140		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		471-34-1		Alkalinity, Total		140		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:10		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		7727-37-9		Ammonia [As N]		1.0		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540C SOP C-37 Rev 2.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		010-17-3		Residue, Filterable		680		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540D SOP C-33 Rev 3.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		010-17-3		Residue, Non-Filterable		31		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:37		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		7727-37-9		Nitrate + Nitrite [As N]		0.25		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:13		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-05		7723-14-0		Phosphorus		0.250		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T23-SW-R2				T23-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 14:43		T		INITIAL		Aqueous		LB		NA		5		QUANT		1912033-05		14808-79-8		Sulfate		39		TRG		Yes		Y								Y		5.0		mg/L		mg/L		0.75		5.0		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 15:00		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912033-06		16887-00-6		Chloride		120		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		71-52-3		Alkalinity Bicarbonate		100		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		471-34-1		Alkalinity, Total		100		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/12/2019 16:11		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		7727-37-9		Ammonia [As N]		0.63		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540C SOP C-37 Rev 2.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		010-17-3		Residue, Filterable		240		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		SM 2540D SOP C-33 Rev 3.6		12/16/2019 12:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		010-17-3		Residue, Non-Filterable		39		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:38		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		7727-37-9		Nitrate + Nitrite [As N]		0.19		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:14		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		7723-14-0		Phosphorus		0.243		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		T9-SW-R2				T9-SW-R2		Aqueous		Sample		FIELD				12/10/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 20:51		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912033-06		14808-79-8		Sulfate		37		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 10:18		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912034-01		16887-00-6		Chloride		68		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		71-52-3		Alkalinity Bicarbonate		680		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		471-34-1		Alkalinity, Total		680		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:15		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		7727-37-9		Ammonia [As N]		0.50		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		010-17-3		Residue, Filterable		900		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		010-17-3		Residue, Non-Filterable		10		TRG		Yes		N		U		U		U		Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:43		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		7727-37-9		Nitrate + Nitrite [As N]		1.1		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:44		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-01		7723-14-0		Phosphorus		0.0500		TRG		Yes		N		U		U		U		Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-15-R2				TMW-15-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 10:18		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912034-01		14808-79-8		Sulfate		47		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 11:38		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912034-02		16887-00-6		Chloride		110		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		71-52-3		Alkalinity Bicarbonate		700		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		471-34-1		Alkalinity, Total		700		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:18		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		7727-37-9		Ammonia [As N]		0.23		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		010-17-3		Residue, Filterable		1000		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		010-17-3		Residue, Non-Filterable		13		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:45		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:46		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		7723-14-0		Phosphorus		0.0720		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-16-R2				TMW-16-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 10:33		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-02		14808-79-8		Sulfate		74		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 11:54		T		INITIAL		Aqueous		LB		NA		20		QUANT		1912034-03		16887-00-6		Chloride		700		TRG		Yes		Y								Y		10		mg/L		mg/L		2.6		10		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		71-52-3		Alkalinity Bicarbonate		540		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		471-34-1		Alkalinity, Total		540		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:19		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		7727-37-9		Ammonia [As N]		0.94		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		010-17-3		Residue, Filterable		1800		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		010-17-3		Residue, Non-Filterable		22		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:46		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		7727-37-9		Nitrate + Nitrite [As N]		1.1		TRG		Yes		Y								Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:47		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-03		7723-14-0		Phosphorus		0.0506		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-19-R2				TMW-19-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 10:50		T		INITIAL		Aqueous		LB		NA		5		QUANT		1912034-03		14808-79-8		Sulfate		84		TRG		Yes		Y								Y		5.0		mg/L		mg/L		0.75		5.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 11:05		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		16887-00-6		Chloride		38		TRG		Yes		Y								Y		0.50		mg/L		mg/L		0.13		0.50		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		71-52-3		Alkalinity Bicarbonate		660		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		471-34-1		Alkalinity, Total		660		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:20		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		7727-37-9		Ammonia [As N]		6.8		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		010-17-3		Residue, Filterable		770		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		010-17-3		Residue, Non-Filterable		87		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:54		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:48		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		7723-14-0		Phosphorus		0.649		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		TMW-20-R2				TMW-20-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/31/2019 11:05		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-04		14808-79-8		Sulfate		5.8		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		01/06/2020 15:34		T		INITIAL		Aqueous		LB		NA		125		QUANT		1912034-05		16887-00-6		Chloride		3500		TRG		Yes		Y								Y		62		mg/L		mg/L		16		62		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/23/2019 18:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-05		71-52-3		Alkalinity Bicarbonate		1100		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2320B SOP C-18 Rev 3.6		12/23/2019 18:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-05		471-34-1		Alkalinity, Total		1100		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:21		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-05		7727-37-9		Ammonia [As N]		3.5		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-05		010-17-3		Residue, Filterable		6800		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-05		010-17-3		Residue, Non-Filterable		120		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:55		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912034-05		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 10:09		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912034-05		7723-14-0		Phosphorus		3.05		TRG		Yes		Y								Y		0.500		mg/L		mg/L		0.200		0.500		N/A		Pierson's Creek - 1912004

		DESA		TMW-23-R2				TMW-23-R2		Aqueous		Sample		FIELD				12/11/2019								N		EPA 300.0 SOP C-94 Rev 2.6		01/06/2020 19:41		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912034-05		14808-79-8		Sulfate		120		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 21:06		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912036-01		16887-00-6		Chloride		410		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		71-52-3		Alkalinity Bicarbonate		300		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		471-34-1		Alkalinity, Total		300		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:22		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		7727-37-9		Ammonia [As N]		2.0		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		010-17-3		Residue, Filterable		990		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		010-17-3		Residue, Non-Filterable		50		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:56		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:49		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		7723-14-0		Phosphorus		0.107		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		D1-SW-R2				D1-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 21:06		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-01		14808-79-8		Sulfate		25		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.15		1.0		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 15:33		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912036-02		16887-00-6		Chloride		140		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		71-52-3		Alkalinity Bicarbonate		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		471-34-1		Alkalinity, Total		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:32		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		7727-37-9		Ammonia [As N]		0.75		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		010-17-3		Residue, Filterable		640		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		010-17-3		Residue, Non-Filterable		31		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:57		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:50		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-02		7723-14-0		Phosphorus		0.0821		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		D3-SW-R2				D3-SW-R2		Aqueous		Sample		FIELD				12/12/2019								N		EPA 300.0 SOP C-94 Rev 2.6		12/16/2019 15:33		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912036-02		14808-79-8		Sulfate		100		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		EPA 300.0 SOP C-94 Rev 2.6		01/06/2020 15:50		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912036-03		16887-00-6		Chloride		140		TRG		Yes		Y								Y		5.0		mg/L		mg/L		1.3		5.0		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		71-52-3		Alkalinity Bicarbonate		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L				1.0		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		SM 2320B SOP C-18 Rev 3.6		12/17/2019 21:59		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		471-34-1		Alkalinity, Total		220		TRG		Yes		Y								Y		1.0		mg/L		mg/L		0.18		1.0		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		EPA 350.1 SOP C-80 Rev 2.6		12/13/2019 14:33		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		7727-37-9		Ammonia [As N]		1.8		TRG		Yes		Y								Y		0.050		mg/L		mg/L		0.0091		0.050		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		SM 2540C SOP C-37 Rev 2.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		010-17-3		Residue, Filterable		860		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		SM 2540D SOP C-33 Rev 3.6		12/17/2019 17:30		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		010-17-3		Residue, Non-Filterable		57		TRG		Yes		Y								Y		10		mg/L		mg/L				10		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		EPA 353.2 SOP C-79 Rev 3.5		12/17/2019 09:58		D		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		7727-37-9		Nitrate + Nitrite [As N]		0.050		TRG		Yes		N		U		U		U		Y		0.050		mg/L		mg/L				0.050		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		EPA 365.1 SOP C-68 Rev 2.6		12/17/2019 09:55		T		INITIAL		Aqueous		LB		NA		1		QUANT		1912036-03		7723-14-0		Phosphorus		0.160		TRG		Yes		Y								Y		0.0500		mg/L		mg/L		0.0200		0.0500		N/A		Pierson's Creek - 1912004

		DESA		Globe Metals Well				Globe Metals Well		Aqueous		Sample		FIELD				12/12/2019								N		EPA 300.0 SOP C-94 Rev 2.6		01/06/2020 15:50		T		INITIAL		Aqueous		LB		NA		10		QUANT		1912036-03		14808-79-8		Sulfate		250		TRG		Yes		Y								Y		10		mg/L		mg/L		1.5		10		N/A		Pierson's Creek - 1912004






SM 2540D SOP C-33 Rev 3.6

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:44:52 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		010-17-3		Residue, Non-Filterable						91				55				47				49				28				29				110				27				33				67				30				28				89				42				21				31				51				11				23				18				30				36				11				10		U		33				10				12				10				16				13				33				27				22				12				41				40				32				37				31				39				10		U		13				22				87				120				50				31				57





SM 2540C SOP C-37 Rev 2.6

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:44:41 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		010-17-3		Residue, Filterable						1100				940				1000				880				1000				1100				4700				1900				1800				1300				1300				1400				1200				810				820				750				770				1300				1400				1600				1100				2200				1500				4600				1200				1300				1500				1500				2200				1200				1600				1600				2200				2200				400				360				360				530				680				240				900				1000				1800				770				6800				990				640				860





SM 2320B SOP C-18 Rev 3.6

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:44:29 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		471-34-1		Alkalinity, Total						610				290				300				470				790				800				1200				480				180				180				190				220				180				470				660				610				390				390				240				240				830				630				230				410				260				370				230				230				220				850				620				630				260				220				140				120				100				140				140				100				680				700				540				660				1100				300				220				220

		71-52-3		Alkalinity Bicarbonate						610				290				300				470				790				800				1200				480				180				180				190				220				180				470				660				610				390				390				240				240				830				630				230				410				260				370				230				230				220				850				620				630				260				220				140				120				100				140				140				100				680				700				540				660				1100				300				220				220





EPA 365.1 SOP C-68 Rev 2.6

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:44:17 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		7723-14-0		Phosphorus						0.466				0.05		U		0.05		U		0.403				0.532				0.435				0.306				0.0714				9.53				11.8				9.13				8.91				10.3				0.457				0.304				0.274				0.0759				0.0825				4.2				1.58				0.675				1.05				2.08				4.31				0.287				0.0966				2.09				2.14				0.0725				0.557				0.05		U		0.05		U		0.05		U		0.092				0.259				0.283				0.294				0.239				0.25				0.243				0.05		U		0.072				0.0506				0.649				3.05				0.107				0.0821				0.16





EPA 353.2 SOP C-79 Rev 3.5

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:44:06 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		7727-37-9		Nitrate + Nitrite [As N]						0.05		U		0.05		U		0.05		U		0.05		U		0.05		U		0.05		U		0.05		U		0.05		U		0.096				0.089				0.1				0.098		L		0.083				0.05		U		0.05		U		0.05		U		0.05		UL		0.05		U		0.095				0.084				0.05		U		0.05		U		0.1				0.05		U		0.05		U		0.05		U		0.1				0.1				0.051				0.05		U		0.16				0.05		U		0.05		U		0.056				0.18				0.19				0.19				0.21				0.25				0.19				1.1				0.05		U		1.1				0.05		U		0.05		U		0.05		U		0.05		U		0.05		U





EPA 350.1 SOP C-80 Rev 2.6

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:43:53 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		7727-37-9		Ammonia [As N]						44				1.5				1.2				22				3.5				4.5				9.8				7.2				2				1.8				2				2.1				1.8				13				4.4				5.3				2.7				2				3				3.4				56				8.3				3.4				3.3				3.6				11				3.2				3.4				4.1				4.2				8.6				9.2				5.1				4.2				0.86				0.71				0.63				1.3				1				0.63				0.5				0.23				0.94				6.8				3.5				2				0.75				1.8





EPA 300.0 SOP C-94 Rev 2.6

				Result Rejected, Qualified  R		Report Created On: 1/22/2020 2:43:41 PM

				Result equal to or over action level but Not Detected, Qualified U		Reported Created by: Ntirol

				Detected result equal to or over the action level



								Sample ID:		1912004-01				1912004-02				1912004-03				1912004-04				1912004-05				1912004-06				1912004-07				1912004-08				1912019-01				1912019-02				1912019-03				1912019-04				1912019-05				1912019-06				1912019-07				1912019-08				1912022-01				1912022-02				1912022-03				1912022-04				1912022-05				1912022-06				1912025-01				1912025-02				1912025-03				1912025-04				1912025-05				1912025-06				1912029-01				1912029-02				1912029-03				1912029-04				1912029-05				1912029-06				1912033-01				1912033-02				1912033-03				1912033-04				1912033-05				1912033-06				1912034-01				1912034-02				1912034-03				1912034-04				1912034-05				1912036-01				1912036-02				1912036-03

								Sampling Location:		TMW-01-R2				TMW-03-R2				TMW-04-R2				TMW-05-R2				TMW-11-R2				TMW-12-R2				TMW-07-R2				TMW-08-R2				T2-SW-R2				T3-SW-R2				T5-SW-R2				T7-SW-R2				T903-SW-R2				TMW-06-R2				TMW-09-R2				TMW-10-R2				D5-SW-R2				D7-SW-R2				T14-SW-R2				T15-SW-R2				TMW-21-R2				TMW-22-R2				T917-SW-R2				D11-SW-R2				D13-SW-R2				D9-SW-R2				T17-SW-R2				T19-SW-R2				TMW-918-R2				MW-103-R2				TMW-13-R2				TMW-14-R2				TMW-17-R2				TMW-18-R2				T1-SW-R2				T4-SW-R2				T12-SW-R2				T16-SW-R2				T23-SW-R2				T9-SW-R2				TMW-15-R2				TMW-16-R2				TMW-19-R2				TMW-20-R2				TMW-23-R2				D1-SW-R2				D3-SW-R2				Globe Metals Well

								Sampling Date:		12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/3/19				12/2/19				12/2/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/4/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/5/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/6/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/9/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/10/19				12/11/19				12/11/19				12/11/19				12/11/19				12/11/19				12/12/19				12/12/19				12/12/19

								Case No.:

								SDG:		Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004				Pierson's Creek - 1912004

						Create report without Action Levels		Units:		mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L				mg/L

		CAS No.		Fraction.		Action Level				Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier		Result		Qualifier

		14808-79-8		Sulfate						1		U		220				300				1		U		1.8				7.9				620				660				66				66				64				58				68				1		U		15				3.8				81				35				92				88				1		U		1		U		64				55				6.2				9.8				64				63				1300				1		U		620				590				1300				1300				54				42				49				56				39				37				47				74				84				5.8				120				25				100				250

		16887-00-6		Chloride						330				140				140				260				120				120				1600				260				1400				560				670				660				560				220				66				67				140				540				660				730				250				980				740				2800				600				610				760				710				32				180				72				80				28				33				100				90				120				170				300				120				68				110				700				38				3500				410				140				140





DBFormat

		SAMPLE_NAME		CAS_RN		CHEMICAL_NAME		Result_value		Result_Unit		LAB_ANL_METHOD_NAME		VALIDATOR_QUALIFIERS

		1912004-01		14808-79-8		Sulfate		1		mg/L		EPA 300.0 SOP C-94 Rev 2.6		U

		1912004-01		16887-00-6		Chloride		330		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-02		14808-79-8		Sulfate		220		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-02		16887-00-6		Chloride		140		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-03		14808-79-8		Sulfate		300		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-03		16887-00-6		Chloride		140		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-04		14808-79-8		Sulfate		1		mg/L		EPA 300.0 SOP C-94 Rev 2.6		U

		1912004-04		16887-00-6		Chloride		260		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-05		14808-79-8		Sulfate		1.8		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-05		16887-00-6		Chloride		120		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-06		14808-79-8		Sulfate		7.9		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-06		16887-00-6		Chloride		120		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-07		14808-79-8		Sulfate		620		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-07		16887-00-6		Chloride		1600		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-08		14808-79-8		Sulfate		660		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-08		16887-00-6		Chloride		260		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-01		14808-79-8		Sulfate		66		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-01		16887-00-6		Chloride		1400		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-02		14808-79-8		Sulfate		66		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-02		16887-00-6		Chloride		560		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-03		14808-79-8		Sulfate		64		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-03		16887-00-6		Chloride		670		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-04		14808-79-8		Sulfate		58		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-04		16887-00-6		Chloride		660		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-05		14808-79-8		Sulfate		68		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-05		16887-00-6		Chloride		560		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-06		14808-79-8		Sulfate		1		mg/L		EPA 300.0 SOP C-94 Rev 2.6		U

		1912019-06		16887-00-6		Chloride		220		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-07		14808-79-8		Sulfate		15		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-07		16887-00-6		Chloride		66		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-08		14808-79-8		Sulfate		3.8		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912019-08		16887-00-6		Chloride		67		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-01		14808-79-8		Sulfate		81		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-01		16887-00-6		Chloride		140		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-02		14808-79-8		Sulfate		35		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-02		16887-00-6		Chloride		540		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-03		14808-79-8		Sulfate		92		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-03		16887-00-6		Chloride		660		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-04		14808-79-8		Sulfate		88		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-04		16887-00-6		Chloride		730		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-05		14808-79-8		Sulfate		1		mg/L		EPA 300.0 SOP C-94 Rev 2.6		U

		1912022-05		16887-00-6		Chloride		250		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912022-06		14808-79-8		Sulfate		1		mg/L		EPA 300.0 SOP C-94 Rev 2.6		U

		1912022-06		16887-00-6		Chloride		980		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-01		14808-79-8		Sulfate		64		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-01		16887-00-6		Chloride		740		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-02		14808-79-8		Sulfate		55		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-02		16887-00-6		Chloride		2800		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-03		14808-79-8		Sulfate		6.2		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-03		16887-00-6		Chloride		600		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-04		14808-79-8		Sulfate		9.8		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-04		16887-00-6		Chloride		610		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-05		14808-79-8		Sulfate		64		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-05		16887-00-6		Chloride		760		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-06		14808-79-8		Sulfate		63		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912025-06		16887-00-6		Chloride		710		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-01		14808-79-8		Sulfate		1300		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-01		16887-00-6		Chloride		32		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-02		14808-79-8		Sulfate		1		mg/L		EPA 300.0 SOP C-94 Rev 2.6		U

		1912029-02		16887-00-6		Chloride		180		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-03		14808-79-8		Sulfate		620		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-03		16887-00-6		Chloride		72		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-04		14808-79-8		Sulfate		590		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-04		16887-00-6		Chloride		80		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-05		14808-79-8		Sulfate		1300		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-05		16887-00-6		Chloride		28		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-06		14808-79-8		Sulfate		1300		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912029-06		16887-00-6		Chloride		33		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-01		14808-79-8		Sulfate		54		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-01		16887-00-6		Chloride		100		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-02		14808-79-8		Sulfate		42		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-02		16887-00-6		Chloride		90		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-03		14808-79-8		Sulfate		49		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-03		16887-00-6		Chloride		120		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-04		14808-79-8		Sulfate		56		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-04		16887-00-6		Chloride		170		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-05		14808-79-8		Sulfate		39		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-05		16887-00-6		Chloride		300		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-06		14808-79-8		Sulfate		37		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912033-06		16887-00-6		Chloride		120		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-01		14808-79-8		Sulfate		47		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-01		16887-00-6		Chloride		68		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-02		14808-79-8		Sulfate		74		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-02		16887-00-6		Chloride		110		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-03		14808-79-8		Sulfate		84		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-03		16887-00-6		Chloride		700		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-04		14808-79-8		Sulfate		5.8		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-04		16887-00-6		Chloride		38		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-05		14808-79-8		Sulfate		120		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912034-05		16887-00-6		Chloride		3500		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912036-01		14808-79-8		Sulfate		25		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912036-01		16887-00-6		Chloride		410		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912036-02		14808-79-8		Sulfate		100		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912036-02		16887-00-6		Chloride		140		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912036-03		14808-79-8		Sulfate		250		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912036-03		16887-00-6		Chloride		140		mg/L		EPA 300.0 SOP C-94 Rev 2.6

		1912004-01		7727-37-9		Ammonia [As N]		44		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-02		7727-37-9		Ammonia [As N]		1.5		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-03		7727-37-9		Ammonia [As N]		1.2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-04		7727-37-9		Ammonia [As N]		22		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-05		7727-37-9		Ammonia [As N]		3.5		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-06		7727-37-9		Ammonia [As N]		4.5		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-07		7727-37-9		Ammonia [As N]		9.8		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-08		7727-37-9		Ammonia [As N]		7.2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-01		7727-37-9		Ammonia [As N]		2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-02		7727-37-9		Ammonia [As N]		1.8		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-03		7727-37-9		Ammonia [As N]		2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-04		7727-37-9		Ammonia [As N]		2.1		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-05		7727-37-9		Ammonia [As N]		1.8		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-06		7727-37-9		Ammonia [As N]		13		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-07		7727-37-9		Ammonia [As N]		4.4		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912019-08		7727-37-9		Ammonia [As N]		5.3		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912022-01		7727-37-9		Ammonia [As N]		2.7		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912022-02		7727-37-9		Ammonia [As N]		2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912022-03		7727-37-9		Ammonia [As N]		3		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912022-04		7727-37-9		Ammonia [As N]		3.4		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912022-05		7727-37-9		Ammonia [As N]		56		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912022-06		7727-37-9		Ammonia [As N]		8.3		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912025-01		7727-37-9		Ammonia [As N]		3.4		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912025-02		7727-37-9		Ammonia [As N]		3.3		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912025-03		7727-37-9		Ammonia [As N]		3.6		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912025-04		7727-37-9		Ammonia [As N]		11		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912025-05		7727-37-9		Ammonia [As N]		3.2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912025-06		7727-37-9		Ammonia [As N]		3.4		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912029-01		7727-37-9		Ammonia [As N]		4.1		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912029-02		7727-37-9		Ammonia [As N]		4.2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912029-03		7727-37-9		Ammonia [As N]		8.6		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912029-04		7727-37-9		Ammonia [As N]		9.2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912029-05		7727-37-9		Ammonia [As N]		5.1		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912029-06		7727-37-9		Ammonia [As N]		4.2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912033-01		7727-37-9		Ammonia [As N]		0.86		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912033-02		7727-37-9		Ammonia [As N]		0.71		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912033-03		7727-37-9		Ammonia [As N]		0.63		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912033-04		7727-37-9		Ammonia [As N]		1.3		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912033-05		7727-37-9		Ammonia [As N]		1		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912033-06		7727-37-9		Ammonia [As N]		0.63		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912034-01		7727-37-9		Ammonia [As N]		0.5		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912034-02		7727-37-9		Ammonia [As N]		0.23		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912034-03		7727-37-9		Ammonia [As N]		0.94		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912034-04		7727-37-9		Ammonia [As N]		6.8		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912034-05		7727-37-9		Ammonia [As N]		3.5		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912036-01		7727-37-9		Ammonia [As N]		2		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912036-02		7727-37-9		Ammonia [As N]		0.75		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912036-03		7727-37-9		Ammonia [As N]		1.8		mg/L		EPA 350.1 SOP C-80 Rev 2.6

		1912004-01		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-02		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-03		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-04		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-05		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-06		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-07		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-08		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912019-01		7727-37-9		Nitrate + Nitrite [As N]		0.096		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912019-02		7727-37-9		Nitrate + Nitrite [As N]		0.089		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912019-03		7727-37-9		Nitrate + Nitrite [As N]		0.1		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912019-04		7727-37-9		Nitrate + Nitrite [As N]		0.098		mg/L		EPA 353.2 SOP C-79 Rev 3.5		L

		1912019-05		7727-37-9		Nitrate + Nitrite [As N]		0.083		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912019-06		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912019-07		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912019-08		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912022-01		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		UL

		1912022-02		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912022-03		7727-37-9		Nitrate + Nitrite [As N]		0.095		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912022-04		7727-37-9		Nitrate + Nitrite [As N]		0.084		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912022-05		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912022-06		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912025-01		7727-37-9		Nitrate + Nitrite [As N]		0.1		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912025-02		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912025-03		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912025-04		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912025-05		7727-37-9		Nitrate + Nitrite [As N]		0.1		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912025-06		7727-37-9		Nitrate + Nitrite [As N]		0.1		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912029-01		7727-37-9		Nitrate + Nitrite [As N]		0.051		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912029-02		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912029-03		7727-37-9		Nitrate + Nitrite [As N]		0.16		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912029-04		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912029-05		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912029-06		7727-37-9		Nitrate + Nitrite [As N]		0.056		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912033-01		7727-37-9		Nitrate + Nitrite [As N]		0.18		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912033-02		7727-37-9		Nitrate + Nitrite [As N]		0.19		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912033-03		7727-37-9		Nitrate + Nitrite [As N]		0.19		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912033-04		7727-37-9		Nitrate + Nitrite [As N]		0.21		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912033-05		7727-37-9		Nitrate + Nitrite [As N]		0.25		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912033-06		7727-37-9		Nitrate + Nitrite [As N]		0.19		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912034-01		7727-37-9		Nitrate + Nitrite [As N]		1.1		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912034-02		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912034-03		7727-37-9		Nitrate + Nitrite [As N]		1.1		mg/L		EPA 353.2 SOP C-79 Rev 3.5

		1912034-04		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912034-05		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912036-01		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912036-02		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912036-03		7727-37-9		Nitrate + Nitrite [As N]		0.05		mg/L		EPA 353.2 SOP C-79 Rev 3.5		U

		1912004-01		7723-14-0		Phosphorus		0.466		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912004-02		7723-14-0		Phosphorus		0.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6		U

		1912004-03		7723-14-0		Phosphorus		0.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6		U

		1912004-04		7723-14-0		Phosphorus		0.403		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912004-05		7723-14-0		Phosphorus		0.532		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912004-06		7723-14-0		Phosphorus		0.435		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912004-07		7723-14-0		Phosphorus		0.306		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912004-08		7723-14-0		Phosphorus		0.0714		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-01		7723-14-0		Phosphorus		9.53		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-02		7723-14-0		Phosphorus		11.8		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-03		7723-14-0		Phosphorus		9.13		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-04		7723-14-0		Phosphorus		8.91		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-05		7723-14-0		Phosphorus		10.3		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-06		7723-14-0		Phosphorus		0.457		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-07		7723-14-0		Phosphorus		0.304		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912019-08		7723-14-0		Phosphorus		0.274		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912022-01		7723-14-0		Phosphorus		0.0759		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912022-02		7723-14-0		Phosphorus		0.0825		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912022-03		7723-14-0		Phosphorus		4.2		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912022-04		7723-14-0		Phosphorus		1.58		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912022-05		7723-14-0		Phosphorus		0.675		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912022-06		7723-14-0		Phosphorus		1.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912025-01		7723-14-0		Phosphorus		2.08		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912025-02		7723-14-0		Phosphorus		4.31		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912025-03		7723-14-0		Phosphorus		0.287		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912025-04		7723-14-0		Phosphorus		0.0966		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912025-05		7723-14-0		Phosphorus		2.09		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912025-06		7723-14-0		Phosphorus		2.14		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912029-01		7723-14-0		Phosphorus		0.0725		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912029-02		7723-14-0		Phosphorus		0.557		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912029-03		7723-14-0		Phosphorus		0.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6		U

		1912029-04		7723-14-0		Phosphorus		0.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6		U

		1912029-05		7723-14-0		Phosphorus		0.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6		U

		1912029-06		7723-14-0		Phosphorus		0.092		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912033-01		7723-14-0		Phosphorus		0.259		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912033-02		7723-14-0		Phosphorus		0.283		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912033-03		7723-14-0		Phosphorus		0.294		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912033-04		7723-14-0		Phosphorus		0.239		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912033-05		7723-14-0		Phosphorus		0.25		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912033-06		7723-14-0		Phosphorus		0.243		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912034-01		7723-14-0		Phosphorus		0.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6		U

		1912034-02		7723-14-0		Phosphorus		0.072		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912034-03		7723-14-0		Phosphorus		0.0506		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912034-04		7723-14-0		Phosphorus		0.649		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912034-05		7723-14-0		Phosphorus		3.05		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912036-01		7723-14-0		Phosphorus		0.107		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912036-02		7723-14-0		Phosphorus		0.0821		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912036-03		7723-14-0		Phosphorus		0.16		mg/L		EPA 365.1 SOP C-68 Rev 2.6

		1912004-01		471-34-1		Alkalinity, Total		610		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-01		71-52-3		Alkalinity Bicarbonate		610		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-02		471-34-1		Alkalinity, Total		290		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-02		71-52-3		Alkalinity Bicarbonate		290		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-03		471-34-1		Alkalinity, Total		300		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-03		71-52-3		Alkalinity Bicarbonate		300		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-04		471-34-1		Alkalinity, Total		470		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-04		71-52-3		Alkalinity Bicarbonate		470		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-05		471-34-1		Alkalinity, Total		790		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-05		71-52-3		Alkalinity Bicarbonate		790		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-06		471-34-1		Alkalinity, Total		800		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-06		71-52-3		Alkalinity Bicarbonate		800		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-07		471-34-1		Alkalinity, Total		1200		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-07		71-52-3		Alkalinity Bicarbonate		1200		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-08		471-34-1		Alkalinity, Total		480		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-08		71-52-3		Alkalinity Bicarbonate		480		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-01		471-34-1		Alkalinity, Total		180		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-01		71-52-3		Alkalinity Bicarbonate		180		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-02		471-34-1		Alkalinity, Total		180		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-02		71-52-3		Alkalinity Bicarbonate		180		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-03		471-34-1		Alkalinity, Total		190		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-03		71-52-3		Alkalinity Bicarbonate		190		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-04		471-34-1		Alkalinity, Total		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-04		71-52-3		Alkalinity Bicarbonate		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-05		471-34-1		Alkalinity, Total		180		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-05		71-52-3		Alkalinity Bicarbonate		180		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-06		471-34-1		Alkalinity, Total		470		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-06		71-52-3		Alkalinity Bicarbonate		470		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-07		471-34-1		Alkalinity, Total		660		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-07		71-52-3		Alkalinity Bicarbonate		660		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-08		471-34-1		Alkalinity, Total		610		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912019-08		71-52-3		Alkalinity Bicarbonate		610		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-01		471-34-1		Alkalinity, Total		390		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-01		71-52-3		Alkalinity Bicarbonate		390		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-02		471-34-1		Alkalinity, Total		390		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-02		71-52-3		Alkalinity Bicarbonate		390		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-03		471-34-1		Alkalinity, Total		240		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-03		71-52-3		Alkalinity Bicarbonate		240		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-04		471-34-1		Alkalinity, Total		240		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-04		71-52-3		Alkalinity Bicarbonate		240		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-05		471-34-1		Alkalinity, Total		830		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-05		71-52-3		Alkalinity Bicarbonate		830		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-06		471-34-1		Alkalinity, Total		630		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912022-06		71-52-3		Alkalinity Bicarbonate		630		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-01		471-34-1		Alkalinity, Total		230		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-01		71-52-3		Alkalinity Bicarbonate		230		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-02		471-34-1		Alkalinity, Total		410		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-02		71-52-3		Alkalinity Bicarbonate		410		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-03		471-34-1		Alkalinity, Total		260		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-03		71-52-3		Alkalinity Bicarbonate		260		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-04		471-34-1		Alkalinity, Total		370		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-04		71-52-3		Alkalinity Bicarbonate		370		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-05		471-34-1		Alkalinity, Total		230		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-05		71-52-3		Alkalinity Bicarbonate		230		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-06		471-34-1		Alkalinity, Total		230		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912025-06		71-52-3		Alkalinity Bicarbonate		230		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-01		471-34-1		Alkalinity, Total		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-01		71-52-3		Alkalinity Bicarbonate		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-02		471-34-1		Alkalinity, Total		850		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-02		71-52-3		Alkalinity Bicarbonate		850		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-03		471-34-1		Alkalinity, Total		620		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-03		71-52-3		Alkalinity Bicarbonate		620		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-04		471-34-1		Alkalinity, Total		630		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-04		71-52-3		Alkalinity Bicarbonate		630		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-05		471-34-1		Alkalinity, Total		260		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-05		71-52-3		Alkalinity Bicarbonate		260		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-06		471-34-1		Alkalinity, Total		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912029-06		71-52-3		Alkalinity Bicarbonate		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-01		471-34-1		Alkalinity, Total		140		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-01		71-52-3		Alkalinity Bicarbonate		140		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-02		471-34-1		Alkalinity, Total		120		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-02		71-52-3		Alkalinity Bicarbonate		120		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-03		471-34-1		Alkalinity, Total		100		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-03		71-52-3		Alkalinity Bicarbonate		100		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-04		471-34-1		Alkalinity, Total		140		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-04		71-52-3		Alkalinity Bicarbonate		140		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-05		471-34-1		Alkalinity, Total		140		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-05		71-52-3		Alkalinity Bicarbonate		140		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-06		471-34-1		Alkalinity, Total		100		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912033-06		71-52-3		Alkalinity Bicarbonate		100		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-01		471-34-1		Alkalinity, Total		680		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-01		71-52-3		Alkalinity Bicarbonate		680		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-02		471-34-1		Alkalinity, Total		700		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-02		71-52-3		Alkalinity Bicarbonate		700		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-03		471-34-1		Alkalinity, Total		540		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-03		71-52-3		Alkalinity Bicarbonate		540		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-04		471-34-1		Alkalinity, Total		660		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-04		71-52-3		Alkalinity Bicarbonate		660		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-05		471-34-1		Alkalinity, Total		1100		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912034-05		71-52-3		Alkalinity Bicarbonate		1100		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912036-01		471-34-1		Alkalinity, Total		300		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912036-01		71-52-3		Alkalinity Bicarbonate		300		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912036-02		471-34-1		Alkalinity, Total		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912036-02		71-52-3		Alkalinity Bicarbonate		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912036-03		471-34-1		Alkalinity, Total		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912036-03		71-52-3		Alkalinity Bicarbonate		220		mg/L		SM 2320B SOP C-18 Rev 3.6

		1912004-01		010-17-3		Residue, Filterable		1100		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-02		010-17-3		Residue, Filterable		940		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-03		010-17-3		Residue, Filterable		1000		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-04		010-17-3		Residue, Filterable		880		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-05		010-17-3		Residue, Filterable		1000		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-06		010-17-3		Residue, Filterable		1100		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-07		010-17-3		Residue, Filterable		4700		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-08		010-17-3		Residue, Filterable		1900		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-01		010-17-3		Residue, Filterable		1800		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-02		010-17-3		Residue, Filterable		1300		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-03		010-17-3		Residue, Filterable		1300		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-04		010-17-3		Residue, Filterable		1400		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-05		010-17-3		Residue, Filterable		1200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-06		010-17-3		Residue, Filterable		810		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-07		010-17-3		Residue, Filterable		820		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912019-08		010-17-3		Residue, Filterable		750		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912022-01		010-17-3		Residue, Filterable		770		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912022-02		010-17-3		Residue, Filterable		1300		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912022-03		010-17-3		Residue, Filterable		1400		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912022-04		010-17-3		Residue, Filterable		1600		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912022-05		010-17-3		Residue, Filterable		1100		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912022-06		010-17-3		Residue, Filterable		2200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912025-01		010-17-3		Residue, Filterable		1500		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912025-02		010-17-3		Residue, Filterable		4600		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912025-03		010-17-3		Residue, Filterable		1200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912025-04		010-17-3		Residue, Filterable		1300		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912025-05		010-17-3		Residue, Filterable		1500		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912025-06		010-17-3		Residue, Filterable		1500		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912029-01		010-17-3		Residue, Filterable		2200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912029-02		010-17-3		Residue, Filterable		1200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912029-03		010-17-3		Residue, Filterable		1600		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912029-04		010-17-3		Residue, Filterable		1600		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912029-05		010-17-3		Residue, Filterable		2200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912029-06		010-17-3		Residue, Filterable		2200		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912033-01		010-17-3		Residue, Filterable		400		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912033-02		010-17-3		Residue, Filterable		360		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912033-03		010-17-3		Residue, Filterable		360		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912033-04		010-17-3		Residue, Filterable		530		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912033-05		010-17-3		Residue, Filterable		680		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912033-06		010-17-3		Residue, Filterable		240		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912034-01		010-17-3		Residue, Filterable		900		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912034-02		010-17-3		Residue, Filterable		1000		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912034-03		010-17-3		Residue, Filterable		1800		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912034-04		010-17-3		Residue, Filterable		770		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912034-05		010-17-3		Residue, Filterable		6800		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912036-01		010-17-3		Residue, Filterable		990		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912036-02		010-17-3		Residue, Filterable		640		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912036-03		010-17-3		Residue, Filterable		860		mg/L		SM 2540C SOP C-37 Rev 2.6

		1912004-01		010-17-3		Residue, Non-Filterable		91		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-02		010-17-3		Residue, Non-Filterable		55		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-03		010-17-3		Residue, Non-Filterable		47		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-04		010-17-3		Residue, Non-Filterable		49		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-05		010-17-3		Residue, Non-Filterable		28		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-06		010-17-3		Residue, Non-Filterable		29		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-07		010-17-3		Residue, Non-Filterable		110		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912004-08		010-17-3		Residue, Non-Filterable		27		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-01		010-17-3		Residue, Non-Filterable		33		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-02		010-17-3		Residue, Non-Filterable		67		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-03		010-17-3		Residue, Non-Filterable		30		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-04		010-17-3		Residue, Non-Filterable		28		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-05		010-17-3		Residue, Non-Filterable		89		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-06		010-17-3		Residue, Non-Filterable		42		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-07		010-17-3		Residue, Non-Filterable		21		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912019-08		010-17-3		Residue, Non-Filterable		31		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912022-01		010-17-3		Residue, Non-Filterable		51		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912022-02		010-17-3		Residue, Non-Filterable		11		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912022-03		010-17-3		Residue, Non-Filterable		23		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912022-04		010-17-3		Residue, Non-Filterable		18		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912022-05		010-17-3		Residue, Non-Filterable		30		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912022-06		010-17-3		Residue, Non-Filterable		36		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912025-01		010-17-3		Residue, Non-Filterable		11		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912025-02		010-17-3		Residue, Non-Filterable		10		mg/L		SM 2540D SOP C-33 Rev 3.6		U

		1912025-03		010-17-3		Residue, Non-Filterable		33		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912025-04		010-17-3		Residue, Non-Filterable		10		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912025-05		010-17-3		Residue, Non-Filterable		12		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912025-06		010-17-3		Residue, Non-Filterable		10		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912029-01		010-17-3		Residue, Non-Filterable		16		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912029-02		010-17-3		Residue, Non-Filterable		13		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912029-03		010-17-3		Residue, Non-Filterable		33		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912029-04		010-17-3		Residue, Non-Filterable		27		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912029-05		010-17-3		Residue, Non-Filterable		22		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912029-06		010-17-3		Residue, Non-Filterable		12		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912033-01		010-17-3		Residue, Non-Filterable		41		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912033-02		010-17-3		Residue, Non-Filterable		40		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912033-03		010-17-3		Residue, Non-Filterable		32		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912033-04		010-17-3		Residue, Non-Filterable		37		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912033-05		010-17-3		Residue, Non-Filterable		31		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912033-06		010-17-3		Residue, Non-Filterable		39		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912034-01		010-17-3		Residue, Non-Filterable		10		mg/L		SM 2540D SOP C-33 Rev 3.6		U

		1912034-02		010-17-3		Residue, Non-Filterable		13		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912034-03		010-17-3		Residue, Non-Filterable		22		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912034-04		010-17-3		Residue, Non-Filterable		87		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912034-05		010-17-3		Residue, Non-Filterable		120		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912036-01		010-17-3		Residue, Non-Filterable		50		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912036-02		010-17-3		Residue, Non-Filterable		31		mg/L		SM 2540D SOP C-33 Rev 3.6

		1912036-03		010-17-3		Residue, Non-Filterable		57		mg/L		SM 2540D SOP C-33 Rev 3.6





